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High Frequency—Diathermy Accessories 
Galvanic and Sinusoidal Accessories 
Quartz Lamp Accessories + Thermospec- 
tral Lamps + Treatment Tables + Hydro- 
therapy Equipment + Vibrators + Muscle 
Training Apparatus - Bakers « Heat Pads 


SPECIAL PRODUCTS 


Eye Magnets + Centrifuges + Claritors 
Color Photography + Cauteries 
Electrocardiography 
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ICTOR’S rich heritage in the art of 
electro-medical equipment construc- 
tion dates back more than three decades. 
After so many years of service the Victor 
Trademark has come to mean both intelli- 
gent workmanship and consistent quality. 


It has always been our policy to put out 
only such equipment as we know to be 
best suited to the purpose for which you 
purchased it. This policy applies whether 
the item in question is an electrode or an 
ultraviolet lamp. All illustrations, de- 
scriptions and recommendations outlined 
in this bulletin represent in our estimation 
the best equipment. It is possible, of 
course, that between the time this bulle- 
tin is issued and a new one 1s put out, 
certain improvements may be made in 
the items» listed: It. 1s “our practice to 
supply you the more modern equipment 
with the understanding that it may be 
returned if it does not meet with your 
approval. 
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IMPORTANT 
‘ All prices are F.O.B. U.S.A. and 


are subject to change without notice 
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Electrodes 
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Tyndall,““G” . . 
Universal Clamp,“D” . 
Universal Staff,‘‘G”’ 
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Willmoth Silver Endocervical 
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Electro-Diagnostic Handle, CG”, 
Electro-Diagnostic Set,°°G”’ . 
Eye Magnets a Ne 
Exerciser, Ankle. 


Bigers. Quartz Lamp. 
Finger Board . 

Foil, Electrode ee’ 

Foot Inversion Tread . ra 
Freer Jackson Transilluminator 


Gauge, U-V Tolerance . 
Goggles, U-V Protective 


Hana and Wrist Table 
Hand Electrodes, Metal . 


Handle, Electro Coagulation, “ep” 7 


Handle, Electro Diagnostic,‘*‘G”’ 
Handle, Universal. . Stats 
Hayes’ Needles,‘‘G’’. . 

Head Rest, Adjustable 

Head Sling, Sayre 

Heat Pads ._. 

Hemorrhoid Clamp, “py 
Hemorrhoid Needles,““G”’ . 

High Frequency ae 
Holder, Needle,“‘G”’ 
Holder, Ouarts Lens 

Holder, Quartz Rod 
Hydrotherapy Equipment 


Jucubator, Infant 
Infra-Red Lamps . 
Interval Timers 


| Eas Luminous Ray & 
Infra-Red . ; 
Lamps, Thermospectral | 


Magnet, Eye 

Massage Apparatus, Vibratory. 
Massage Tables . or 
Mirror, Posture Training . 
Mixing Valve, Thermostatic 
Muscle Training Apparatus . 
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Nozzles, Whirlpool 


Posture Training Mirror . 
Pulley Weights . ; 


Ouse Lamp Equipment 


set Automatic Cord,‘‘D”’ 
Reel Hook Adapter,“‘D”’ 
Rest, Adjustable Head 
Roller Electrode. 

Rowing Machine . 


Sand Bag, Putman. 

Sand Bag Set . ' 

Sayre Head Sling . 

Shoulder Ladder 

Shoulder Wheel. .. 

Snare, Severus Tonsil, op 

Speculum, Bath 

Spongio-Pilene . . 

Staffs for Uterine or Urethral 
Electrodes,*‘G”’ . 

Stall Bar . . 

Strap, Binding . 


Switch, High oe Foot, “pD, 


WS able, Hand and Wrist 

Table, Treatment : 

Thermospectral Lamps . 

Thermostatic Mixing Valve 

Timer, Automatic Electric Treat- 
ment eg 

Timer, Interval . 

Tip, Cord 

Tissue, Electrode 

Training Mirror, Posture . 

Transilluminator, Freer Jackson 

Tread, Foot Inversion 

Tubes, Quartz (Uviarc) 

Tungar Bulb . enc 


TT 
U -V Equipment. 


Valve, Thermostatic Mixing . 
Vibratory Massage Apparatus . 


W eights, Pulley. 
Wheel, Shoulder ; 
Whirlpool Arm Bath 
Whirlpool Leg Bath 
Whirlpool Nozzles. 
Wrist Circumductor 
Wrist Roll . . 
Wrist Table, Hand and 
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HIGH FREQUENCY (DIATHERMY) 





Victor Vario-Frequency Diathermy 
Apparatus 
A Two-Section Mobile Apparatus for the 
Complete Range of High Frequency Therapy 


Whether it be the smallest extremity, 
or the chest, or even the entire body, 
this machine provides a means for 
producing within the tissues, heat 
with its analgesic, chemical, bacteri- 
cidal, metabolic and physiological 
qualities. 

The smooth readily controllable flow 
of power either in coagulating quan- 
tity or in milder doses adequately, 
efficiently and safely applied with 
Victor accessories is characterized by 
Reference: 


point will be furnished on request. 





freedom from sensory effects other 
than a satisfying warmth and by a 
pleasantness not obtained with less 
perfect apparatus. 

The heating is not due to any thermal 
conduction, radiation or convection 
from the electrodes but is generated 
within and at the surface of the body 
through the conversion of electrical 
into thermal energy which takes 
place as the high frequency current 
passes through the tissues. 


The statements made as to the therapeutic value of diathermy currents are 
based on the accepted Medical literature of the day. 


Reprints or references covering any 


Send for bulletin on the Vario-Frequency Diathermy Apparatus. 
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HIGH FREQUENCY (DIATHERMY ) 


Suggested Accessories for Use With Diathermy 
Apparatus 


FOR THE EAR, NOSE AND THROAT SPECIALIST 


1—]J6184 Binaural Diathermy Electrode i—A3423 Sand Bag Set 

1—-J5377 Dispersive Electrode, 4x 6” {1—J6180 Rubber Bandage 

1—]5379 Dispersive Electrode, 6x 8” {—]6152 Ace Bandage 

1—J5597 Dispersive Electrode, 10x12” 1—J6148 Electrode Compound 

I—ASI31 Electrode Foil, 10 Ibs. !1—J6188 Severus Tonsil Snare Electrode 
1—-J6230 Electrode Tissue {6082 Bifurcated Cord 


2—]6033 Electrode Clip Connectors ; 
ere Blecigie” eae fom Elec. 1—J6097 Multiple Connector, insulated 


trode Foil 1—A3096 Victor Interval Timer 
1—J6204 Putman Sand Bag 


Price, Complete, $59.35 


FOR THE DERMATOLOGIST 


1—J5377 Dispersive Electrode, 4x 6” 
{1—-]5379 Dispersive Electrode, 6x 8” 
1—]5597 Dispersive Electrode, 10x12” 
I—A3131 Electrode Foil, 10 Ibs. 


1—]6152 Ace Bandage 

1—J6148 Electrode Compound 

1—J6057 Electro-Coagulation Electrode 

I—J5977 Surgical Diathermy Electrodes 

1—J6230 Electrode Tissue 1—J6165 Electro-Coagulation Electrode 

2—]6033 Electrode Clip Connectors 1—J6082 Bifurcated Cord 

1—J6183 Flexible Connector for Elec- {1—J6097 Multiple Connector, insulated 
trode Foil 1—V2915 High Frequency Foot Switch 

1—A3423 Sand Bag Set 1—-A3096 Interval Timer 

1—A6180 Rubber Bandage 


Price, Complete, $111.35 


FOR THE G-U SPECIALIST 


{—J5377 Dispersive Electrode, 4x 6° 1—]6171 Cherry Vaginal Electrode 
!—J5379 Dispersive Electrode, 6x 8” 1—J6195 Victor-Chapman Vaginal Elec- 
1—]5597 Dispersive Electrode, 10x12” trode 
1—A3131 Electrode Foil, 10 Ibs. |1—]6239 Diathermy Prostatic Electrode 
|—J6230 Electrode Tissue 1—J6049 Willmoth Prostatic Electrode 
2—]6033 Electrode Clip Connectors 1—J6050 Corbus Scrotal Electrode 
1—J6183 Flexible Connector for Elec- 1—J6070 Rectal Electrodes 

trode For! {1—J6065 Bladder Fulguration Electrode 


1—A3423 Sand Bag Set 


1—-J6180 Rubber Bandage oi ares 
{—]6152 Ace Bandage 1—J6097 Multiple Connector, insulated 


1—J6148 Electrode Compound 1—V2915 High Frequency Foot Switch 
1—]6140 Corbus Cervical and Urethral I—A3096 Interval Timer 

Electrode 1—_]6203 Uterine Set 
1—-]6064 Bath Speculum 


1—]6082 Bifurcated Cord 


Price, Complete, $163.85 
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Suggested Accessories for Use With Diathermy 
Apparatus 
FOR THE EAR, NOSE AND THROAT SPECIALIST ® 

1—-J6184 Binaural Diathermy Electrode 1—-A3423 Sand Bag Set | 
I1—J5377 Dispersive Electrode, 4x 6” 1—J6180 Rubber Bandage 
1—J5379 Dispersive Electrode, 6x 8” 1—J6152 Ace Bandage 
1—J5597 Dispersive Electrode, 10x12” 1—J6148 Electrode Compound 
|—ASI31 Electrode Foil, 10 Ibs. 1—J6188 Severus Tonsil Snare Electrode 
1—-J6230 Electrode Tissue a Oe, 

2 SAN 3 ae tie |—-]6082 Bifurcated Cord 
2—]6033 Electrode Clip Connectors ees aie te aoa | 
{]6183 Flexible Connector for Elec- 1—J6097 Multiple Connector, insulated 

trode Foil 1—A3096 Victor Interval Timer 
i—J6204 Putman Sand Bag 

Price, Complete, $59.35 
FOR THE DERMATOLOGIST 

|—J5377 Dispersive Electrode, 4x 6” 1—]J6152 Ace Bandage 
!1—]5379 Dispersive Electrode, 6x 8” 1—J6148 Electrode Compound | 
{1—J5597 Dispersive Electrode, 10x12” 1—-]6057 Electro-Coagulation Electrode 
1—A3131 Electrode Foil, 10 Ibs. |—J5977 Surgical Diathermy Electrodes 
1—]6230 Electrode Tissue 1—J6165 Electro-Coagulation Electrode 
2—]6033 Electrode Clip Connectors 1—]6082 Bifurcated Cord 
i—J6183 Flexible Connector for Elec- 1—J6097 Multiple Connector, insulated 

trode Foil 1—V2915 High Frequency Foot Switch 
1—A3423 Sand Bag Set 1—A3096 Interval Timer 
1—A6180 Rubber Bandage 

Price, Complete, $111.35 
FOR THE G-U SPECIALIST 

1—J5377 Dispersive Electrode, 4x 6” 1—J6171 Cherry Vaginal Electrode 
|—J5379 Dispersive Electrode, 6x 8” 1—J6195 Victor-Chapman Vaginal Elec- 
{[—]5597 Dispersive Electrode, 10x12” trode 
1—A3131 Electrode Foil, 10 Ibs. i—J6239 Diathermy Prostatic Electrode @ 
{—J6230 Electrode Tissue 1—J6049 Willmoth Prostatic Electrode ~ 
2—J]6033 Electrode Clip Connectors 1—J6050 Corbus Scrotal Electrode 
!1—J6183 Flexible Connector for Elec- 1—]6070 Rectal Electrodes 

trode Foil 1—J6065 Bladder Fulguration Electrode 


1—A3423 Sand Bag Set 
1—-J6180 Rubber Bandage 
1—J6152 Ace Bandage 


{|—-]6082 Bifurcated Cord 
1—-J6097 Multiple Connector, insulated 


1—]6148 Electrode Compound 1—V2915 High Frequency Foot Switch 
1—J6140 Corbus Cervical and Urethral 1—A3096 Interval Timer 
Electrode i—J6203 Uterine Set 


1—_]6064 Bath Speculum 
Price, Complete, $163.85 
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HIGH FREQUENCY (DIATHERMY) 


2. ——————$————————— Ss | GLY 2 


FOR THE GYNECOLOGIST 


i—]5377 Dispersive Electrode, 4x 6” i—J6171 Cherry Vaginal Electrode 
1—-]5379 Dispersive Electrode, 6x 8” 1—J6195 Chapman Vaginal Electrode 
1—]5597 Dispersive El lectrode, 10x12” 1—J6203 Uterine Set 
I—A3131 Electrode Foil, 10 Ibs. 1—]J6099 Willmoth Uterine Electrodes 
{—J6230 Electrode Tissue 1—-|6065 Bladder Fulguration Electrode 
2—|6033 Electrode Clip Connectors 1—J5126 Duplex Autocondensation Couch 
i—J6183 Flexible Connector for Elec- Cushion 

trode Foil I—j6187 Abdominal Autocondensation 
1—-A3423 Sand Bag Set Electrode Attachment 
1—]J6180 Rubber Bandage 1—J5104 Autocondensation Handle Elec- 
1—]6152 Ace Bandage trode 
1—-J6148 Electrode Compound 1—]6082 Bifurcated Cord 
1—J6140 Corbus Cervical and Urethral 1—]6097 Multiple Connector, insulated 


1—]6064 


Electrode 
Bath Speculum 


1—-A3096 Interval Timer 


Price, Complete, $164.00 


PORCH BOSRTEAL 


Binaural Diathermy Electrode 
Spring Cuff Electrode 

Universal Diathermy Clamp 
Army Disc Electrode 
Spongio-Pilene Disc Electrode 
with Stud 1” diameter 
Spongio-Pilene Disc Electrode 
with Stud 1144” diameter 
Spongio-Pilene Disc Electrode 
with Stud 2” diameter 
Universal Handle 


Dispersive Electrode, 4x 6” 
Dispersive Electrode, 6x 8” 
Dispersive Electrode, 10x12” 


1—A3131 Electrode Foil, 10 Ibs. 


Electrode Tissue 
Electrode Clip Connectors 
Flexible Connector for 
trode Foil 


Elec- 


1—A3423 Sand Bag Set 


1—J6184 
1—]6191 
1—}5945 
{—]6095 
1—]6071 
1—]6072 
1—]5709 
!—J5551 
{—]5377 
{—]5379 
1—]5597 
1—]6230 
2—]6033 
1—]6183 
1—]6076 
1—]6180 


1—]6152 


Binding Strap 
Rubber Bandage 
Ace Bandage 


1—-A3407 Compression Bladder 


1—-16148 


1—]6191 
1—]5945 
1—]6095 
1—]6071 
{—]6072 
{—]5709 
{—]555! 
15377 
{—]5379 
{—]5597 


I—A3131 Electrode Foil, 


Electrode Compound 


Price, Complete, $273.05 


1—]6140 


1—]6064 
1—]6195 


1—]6239 
1—]6050 
1—]6070 
1—]6057 


|—]5977 
16203 
1—]6065 
1—]5126 
!1—]6187 
1—]5104 


1—]6082 
1—]6097 


Corbus Cervical and Urethral 
Electrode 

Bath Speculum 
Victor-Chapman Vaginal Elec- 
trode 

Diathermy Prostatic Electrode 
Corbus Scrotal Thermophore 
Rectal Electrodes 

Complete Set of Needles with 
Handle 

Surgical Diathermy Electrodes 
Uterine Set 

Bladder Fulguration Electrode 
Duplex Autocondensation Couch 
Cushion 

Abdominal Autocondensation 
Electrode Attachment 
Autocondensation Handle Elec- 
trode 

Bifurcated Cord 

Multiple Connector, insulated 


!1—V2915 High Frequency Foot Switch 
{| —A3096 Interval Timer 


FOR THE SURGEON 


Spring Cuff Electrode 
Universal Diathermy Clamp 
Army Disc Electrode 
Spongio-Pilene Disc Electrode 
with Stud 1” diameter 
Spongio-Pilene Disc Electrode 
with Stud 14%” diameter 
Spongio-Pilene Disc Electrode 
with Stud 2” diameter 
Universal Handle 


Dispersive Electrode, 4x 6” 
Dispersive Electrode, 6x 8” 
Dispersive Electrode, 10x12” 


10 Ibs. 


{1—]6230 Electrode Tissue 


2—]6033 
{—]6183 


Electrode Clip Connector 
Flexible Connector for Elec- 
trode Foil 


1—-A3423 Sand Bag Set 


Price, Complete, $197.15 


1—_]6076 


Binding Strap 
Rubber Bandage 
Ace Bandage 


1—A3407 Compression Bladder 


1—]6180 
1—]6152 
1—]6148 
!—]6057 


!—]5977 
1—]6099 
{—]6165 
1—]6203 
{-—]6065 


1—]6082 
1—]6097 


Electrode Compound 

Complete Set of Needles with 
handle 

Surgical Diathermy Electrodes 
Willmoth Uterine Diathermy 


Electrodes 
Electro-Coagulation Electrode 
Uterine Set 
Bladder Fulguration Electrode 


Bifurcated Cord 
Multiple Connector, insulated 


1—V2915 High Frequency Foot Switch 
1—-A3096 Interval Timer 


1—]6235 


Hemorrhoid Clamp 


HIGH FREQUENCY (DIATHERMY ) 
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Surgical Diathermy Electrodes 


These instruments are designed 
for the electro - coagulative 
method of removing patholog- 
ical growths. Victor Surgical 
Diathermy Electrodes are made 
of a hard alloy, heavily plated , 
and equipped with threaded @ 
connections for attachment to 
the insulated handles, J5961 
and J5962. The entire set comes 
in a plush lined case and in- 
cludes a J5975 attachment cord. 
In addition to the straight 
! needle the set comprises ball 
electrodes of various sizes which have been used for coagulation of the base of 
tumors after removal, for the destruction of growths and for cavity work; disc 
types in the destruction of growths and flat electrodes in the ablation of tumors. 





Turrell in his book, says, 
“The surgical application of diathermy is useful in a variety of conditions.” 


Cat. No. J5977 Complete Set of Surgical Diathermy Electrodes, Handles, Attach- 


ment Cord and Case. SEAM Cs YI oe EM SP Ee LT I LI oes ane 00 
Cat. No. J5961 Curved Handle EIU PS MEE CO AF EA TEL ND Get NI 2 
Cat. No. J5962 Straight Handle _.. Le Mee Oe Wt NEN et ea. ee EEC 


Cat. No. J5963 Straight Wieedies RiMOtHOU® can toa ek kos ae iRise GL OM 
Cat. No. J5964 Straight SEE cil ef SCG ed (ee Seer, 2s, Oana Ve Seale eeu eE Tmt Ra oe. 


Cat. No. J5965 Curved Flat Electrode... LP fs le Ear, ELE RM ee ced heels 
Cat.cNe, J5960. sy” Ball. Plectrode. on. Sea Ween A, aT OI IM Se tes 


BE NE | SO ST RE COIR, Ch | | ee a nei oe ear aa WNMOn fetal eit cewe 5 
Cat. No. J5968 4” Ball Be ee oi 77 sn 2 cenit dete ea eiaeea 


EE Pe ao ee OF cummin lcctncapnpstttineiehbnt lalate: scsi piso SopaonPoset 85 
eee NE, Sho, OR i os CoE Oe solo. Sc li ane RES INES ee et 0 oe  Ma Me RRR « 
Cat. No. [5971 .%” Dise Electrode .. Se A oe ee i PRA ree 2 A A oe OE PY ct RN 
CT aes ee a DE CED ye aiken adit ecg eats Dealboi Loe 85 


RES Ce tS gh AL 2 elo, i iS eat ie Se NOReS Rohe Com = 's 
Cat. No. J5974 1” Disc Electrode .. nhac aaa ah te ke. veigh Sb aR inalcboe Geet Al eee 
Cat. No. J5975 Attachment Cord for Surgical Wistherniy, Sete. deni cosyss O50 


Willmoth Uterine Diathermy Electrodes 





This cut illustrates the Willmoth set of three Surgical Diathermy Electrodes for 
the electro-coagulation of uterine cases as described in the Kentucky Medical 
Journal issue of October, 1924, “Electro-Coagulation Versus Operation in 
Cancer of the Uterus.” 

The handle used is our J5961 (curved) or J5962 (straight) such as we supply 
with J5977 set of Surgical Diathermy Electrodes. 


Cat. No. J6099 Willmoth set of 3 Surgical Diathermy Electrodes without handle...$10.00 
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Electro-Coagulation Handle 


A heavily insulated handle for 
use with electro-coagulation 
needles. This handle is equip- 
| ped to connect with Victor at- 


tachment cord J5975. 
Cat. No. J6056 Insulated Handle for Electro-Coagulation Needles... 200000002........$5.00 





Electro-Coagulation Electrode 
Magazine Type (Insulated) 





The handle is hollow and contains a single 3” aluminum needle which is 
securely held by a chuck. One advantage of this design is that the operator 
may expose only so much of the needle as he wishes to use; the balance being 
insulated by its position in the handle. 

This handle has no exposed metal parts, the connecting cord (with friction grip 
terminal) being attached to an adjustable insulated holder at the top. 


Cat. No. J6165 Electro-Coagulation Electrode with Handle—Magazine Type............$10.00 


Electro-Coagulation Electrodes 








This set consists of five needles made of a special aluminum alloy. These 
needles are used after the method in vogue for electro-coagulation or electro- 
desiccation surgery. The handle has a threaded stem to fit the connecting 
cord J 5975. 


Electro-coagulative destruction of tissue should not be confused with its 
destruction by cautery. In the former, tissues are coagulated but not burnt 
as in cautery and there is in this difference the basis for numerous important 
advantages in electro-coagulation as compared to the cautery method. The 
heat originates in the tissue in electro-coagulation and is not conveyed to the 
tissue by conduction. 


C5 AS a 0 SORE 12. | A ea eS gall apy Se Soe wn: Wie ERM. tae US ee Make See ORE OS TEL $0.50 
Reid eA) as uns ies Oe 8 ot, fie Ed ahh Le RAS he ae dann 5 stomped eee Pe 
Ae ate eee eer I cote oe cs! ree Sek! ee J tipo) Seem parnnd SH) 
Acre Pe Ps SINR PN aig sins, Snags VS: Spadnigdtin, ghd ksumbceet ae. amaaikes Dacca eS Re CP on .60 
en a Ce oe ia cht tO i Eile eRe! eal Nie, DERE re ah MLD GRR IG ELA ROME a tk es oR ~. wee 
Cat. No. J6057 Complete Set of above Needles with Handle. cess 175 
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Hemorrhoid Clamp 














@® 








Users of this instrument claim it to be quite effective in the removal of small 
hemorrhoids. 


The clamp, designed by Dr. Bierman, destroys the hemorrhoids by the electro- 
coagulative method. The metal-faced jaws are connected to the two terminals 
of the high frequency machine by means of the usual friction grip terminals. 


Cat. Ino. [6255 TemornnGid Clin 0 a een. ae ec Bae DEO 0 RA A Rh Aa ROG Nal $35.00 


Severus Tonsil Snare Electrode 





























An insulated snare equipped with connections for High Frequency Apparatus. 
It serves the dual purpose of removing diseased tissue by the usual snare 
method while, at the same time, it applies the electrical energy to coagulate 

tissues progressively with the closing of the snare loop. 


The usual Vedder loops are used. The snaring action is of the slow progressive 
type. Other types of tonsil electrodes furnished on order. 


Cat No: JOlea: “Severus. Tonsil Snare Blectrode.. «30 ee ee 
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Bladder Fulguration Electrode 





Growth being treated by diathermy through a cystoscope. 


This electrode is introduced through the channel of an irrigating cystoscope. 
It is made of wire, covered, except at the tip, by an insulating waterproof 
material. The acorn shaped tip is of metal and corresponds to size 6 French 
Scale. The instrument takes the ordinary friction grip terminal. With the tip 
in contact with the growth, the current passing through the growth generates 
a coagulating heat. 

“Diathermy admits of the destruction of villous tumors of the bladder per urethram. Most 
urinary surgeons have adopted this method for the destruction of these tumors, and it is 


regarded by many as the only justifiable procedure.” Turrell: Principles of Electro 
Therapy. 


Cat: No. 6065 Flexible Electrode for Bladder Fulguration.......W. 2. E00 


Cervical and Urethral Electrode 


vere Figure A 














Figure B 


Corbus and O’Conor in their book report favorably on the use of this type 
electrode in the treatment of certain diseases of the female urethra and cervix 
and the urethra of the male. The efficacy being most generally attributed to 
the introduction of heat into the body through the passage of high frequency 
current and more specifically the destructive effects on the gonococcus of 
temperatures somewhat above normal body temperature. | 

The fluted metal tube may be used with either of the two insulating sheaths— 
the one shown in Figure “A” is intended for female urethral and cervical 
application, while the other, Figure “B’’, is for male urethral cases. The ther- 
mometer which is inserted to the full depth of the metal tube is sufficiently long 
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Method of applying diathermy in sonorrheal endocervicitis. 

By means of the diathermy current the heat is passed between 
the two electrodes, the active electrode being the smaller local- 
izes the heat directly around it. The thermometer that passes 
into the core of the instrument registers approximately the 
degree of heat in the tissues immediately surrounding the elec- 
trode. (From Diathermy in the Treatment of Genito-Urinary 
Diseases, by Corbus and O’Conor; Bruce Pub. Co.) 


to permit temperature observations while the thermometer is in place. The 
terminal receptacle takes the standard friction grip terminal. 


Cat. No. J6140 Cervical and Urethral Electrodes with Thermometer........... Aner $12.00 
Cat. No. J6088 Thermometer for Cervical and Urethral Electrodes (for replace- 
49) 39 5G ae ee nets) RMR tne A Ei sa Sood Mayle SNES Ai Ee pea eee Ro ee 4.00 






lhe instrument as it should be when 
inserted. 





The testrument with plunser pushed 
forward for dilatation, 

A wire douche speculum with extension fitting providing for proper dilatation. 

With the plunger forward after insertion, the maximum effect of the hot sitz 

bath is obtained. 

Cat No) 606d iyire* Batir Speculiint. eee ea oe al. eae 
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Prostatic Electrode Willmoth Type 





This is a modification by Willmoth of the conventional Prostatic Electrode. 
Replying to a query by a correspondent, the American Medical Association 
Journal, October 10, 1925, page 1155, states, 


“Diathermy furnishes excellent results in cases of chronic prostatitis.” 

Corbus & O’Conor in their book emphasize the necessity of obtaining a com- 
plete history and concluding an absolute diagnosis and then say in part: 

“From our clinical experience we believe that heat, as applied by medical diathermy, will 


destroy the gonococcus and when it is localized, as in gonorrheal prostatitis, prostatic 
abscess and seminal vesiculitis, its therapeutic possibilities are absolutely specific.” 


The metal part is made of aluminum and is mounted in a shank of insulating 
material. The end of the handle contains a receptacle which takes the regu- 
lar friction grip cord terminal. 


OE aM i rR CLR ORES Bd Se Vero ei Eo) E28 9 ens (Oe aki, SRS td a a oe ..p 12.00 


Waddington Prostatic Electrode 








To quote Dr. Waddington: 


“The Waddington prostatic electrode is a conspicuously differing modification of the 
many prostatic electrodes previously available. The perineal curve enables a treat- 
ment to be given in the sitting position if so desired and is an invaluable feature when 
using the Morton wave or static condenser discharge. 


“With diathermy treatments in the usual reclining posture, this curve enables the elec- 
trode to be more conveniently retained in place with a sand bag, and the patient is 
able to move and change position to a certain extent without danger of irritating a 
sensitive prostate through sudden and painful pressure exerted by means of an incon- 
veniently protruding electrode handle. 


“The active or metal portion is long enough to adequately direct the current through 
the prostate and the seminal vesicles. The curve is so built as to more easily follow an 
irregular contour and will automatically contact with a greater portion of the gland 
than is possible with a straight or spoon shaped adaptation. 


“The extreme tip of the electrode is expansively blunted for easy insertion through the 
sphincters and thereby obviates any dangerous concentration of current against the 
usually contacting delicate but insensitive rectal membrane. 


“The electrode is not only admirably adapted for diathermy applications, but may also 
be utilized for the treatment of dysmenorrhoea and other gynecological conditions in- 
dicating diathermy, and where the rectal route offers a convenient, satisfactory, and 
more direct approach than the vaginal canal. 


“Subinvoluted uterus and various other conditions affecting the genitourinary organs 
for which contractile currents, static, and the various sinusoidal and wave currents, may 
be valuably indicated, are more conveniently and adequately treated by means of this 
prostatic electrode than by any antero-posterior arrangement of external pads or by a 

vaginal electrode, which latter can only contact with an exceedingly circumscribed por- 
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tion of the uterus in contrast with the full length application provided by the rectal 
route. 


“Being made of aluminum, this electrode can be utilized even with the D. C. sinusoidal 
and wave currents as, in the mild current dosage invariably indicated in such conditions, 
there is no danger of this negligibly tonizable metal causing electrolysis.” 


The latest edition of “Practical Index to Electro and Photo Therapy”, by Dr. 


Waddington, gives details in all indicated techniques. 


Cat. No. J6239 


Waddington Prostatic Electrode... 


Victor-Chapman Vaginal Electrode 


wn} 
Sa 






Indifferent olectrode. 


batman vaginal 
6lectrode. 


Cross section of female pelvis showing Chap- 
man vaginal electrode in position (Diathermy in 
Gynecology, W. B. Chapman, M. D., Chicago; 
Am. Jour. Phys. Therapy, May, 1927.) 


“On account of its analgesic 
property, diathermy is indicated 
in painful menstruation. On ac- 
count of its vasomotor effects, it 
is indicated in amenorrhoea. Its 
greatest value, however, lies in 
the treatment of inflammations in 
which it has a specific action 
upon the infective agent as well 
as in producing the general 
beneficial effects already men- 
tioned. Bacteria are either killed 
or attenuated in virulence and 
prevented from reproduction and 
growth according to their ability 
to resist high temperatures.”— 
“Diathermy in Gynecology,” b 
W.B. Chapman, M. D., May, 1927 
issue American Journal of Physi- 
cal Therapy. 


Phe-clecteoae 18. rotated at 
an angle of 90° trom the 
horizontal plane for insertion. 
As soon as the body of the 


electrode passes the external 
vaginal orifice, it virtually snaps into position. After introduction it is pushed 
to the extreme posterior fornix of the vagina and then rotated to the horizontal 
position. When this is done, the cervix uteri is automatically engaged within 
the cervical bow] and is held there, while the anterior lip of the cervical bowl 
enters the posterior fourchette so that there is no portion of the field that is not 
covered by the current. The inactive electrode is usually applied over the lower 
abdomen, midway between the anterior superior iliac spines with its lower 
edge about 2” above the symphysis pubis. The pubis should be shaved in 
order to obtain the best possible electrical contact. 





This is undoubtedly one of the best electrodes available for the treatment of 
general pelvic infections. 

The staff is insulated and has a fitting to take cord J6082 and others with 
friction grip terminals. 

Cat. No. J6195 Victor-Chapman Vaginal Electrode with Thermometer —...$12.00 
Cat. No. J6196 Victor-Chapman Vaginal Electrode less Thermometer 8.00 
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Cherry Vaginal Electrode 
Designed by Dr. Thomas H. Cherry of New York. 




















Abdominovaginal application of electrode: A, abdominal elec- 

trode; B, Cherry electrode with thermometer giving tem pera- 

ture of vaginal vault. The temperature of the adnexa is 
perhaps slightly greater than the vaginal temperature. 


References: 


SES IN PeLvic INFECTIONS” in July 15, 1925, issue of Medical Journal and 
ecord. 


“THE RESULTS OF DIATHERMY IN PELVic INFECTIONS” in June 5, 1926 issue of Journal 
A. M. A. 


Quoting from the last named article, Dr. Cherry says: 


“I would venture to assert that diathermy is probably the most satisfactory available 
agent for the conservative treatment of pelvic infections due to the gonococcus. It 
relieves pain, diminishes the pelvic masses, and aids in complete resolution. Used as a 
preoperative therapeutic measure, it will eliminate many of the technical difficulties in 
the removal of large pelvic masses, and thereby contributes to a smoother convalescence. 
Incidentally, the percentage of postoperative wound infections is lessened.” 


Diathermy treatments using the Corbus Electrode (J6140) were also given 
cases having a coexisting endocervicitis and urethritis. 





The Cherry Electrode is provided with an interior groove situated just below 
the surface, intended to admit a thermometer. The thermometer is in actual 
contact with the tissues, thereby increasing the accuracy and reducing the time 


lag of the temperature readings. 
A soft rubber insulating sheath is supplied with this electrode. 


Cat. No. J6171 Cherry Vaginal Electrode with Thermometer... ee. ee $12.50 
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Uterine Set 


ries it Saar : A combination elec- 
Tn trode, designed by 
Dr. W. J. Tyndall, 


for the application of either diathermy, galvanic or sinusoidal currents to the 
uterus, the cervical canal and the external os in the same application. 





The instrument consists of a well insulated staff with 
copper cup to which may be attached any of the six 
assorted bougies which are a part of the set. Receptacle 
in the end of the staff takes the usual friction grip cord 
terminal. 





Cat Was. [E203 Vite r aE ire are tee Cn eect ereemeeeeg entre aia tage ern 


Rectal Electrodes 


The set consists of four aluminum 
electrodes arranged with suitable 
receptacles to accept the friction 
erip cord terminals. 


In the treatment of anal fissure, elec- 
trodes of this type are used in re- 
lieving spasm of the sphincter. 





Cat. No. J6070. One set. (four). Victor Rectal Thermophores...2200 $12.50 
Cat. No. jo0se ryicter Kectal “Thermopbore user) ss ai eee 4.00 
Cat. No: J6085.- Victor Rectal. Thermophore (medium) 20. 4.00 
Cat. No. J6086 Victor Rectal “Phermophore “(hree) <u ee ech 4.00 
Cat. No. J6087 Victor Rectal Thermophore (extra large) ePID chat Ae 1 


NEW PRODUCTS 


(Information on request) 


Fever Electrodes 2 é: 4 : 


Claritors - - - - - - - - - 108 

Color Photography - - - - - - : - 109 

Electrocardiography - - - - - - ~ 110 
[18] 
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Corbus Scrotal Electrode 





This thermophore was designed by Dr. B. C. Corbus for introducing heat 
within the body of the epididymis. It consists of a clamp, made of insulating 
material, with curved arms, one of which is movable. The lock nut at the 
junction of the two arms holds the adjustable arm in the desired position. 
The two concave discs may be easily adjusted since they are mounted on 
swivel joints. These features greatly facilitate the application of the instru- 
ment. The two discs are electrically separated—each having its individual 
binding post to take the usual friction grip terminal. 


Regarding this type of electrode Corbus & O’Conor in their book say: 


“By using the electrode described above, the gonococcus can be rapidly destroyed in its 
local invasion obviating prolonged inactivity or operative interference. Our results 
with this original method have been so uniformly satisfactory that we feel free to 
describe it as one which is specific for gonorrheal epididymitis.” 


Cati “Nb. 16050" -Corhus “Sonatame Prec ode oe IOP 





Shows the enlarged epididy- Shows the treatment as ap- 
mis and accompanying ochitis plied to the lower pole and the 
(exaggerated). The two poles vas as it emerges from the ex- 
are placed so as to enable the ternal ring. (From Diathermy 
heat to pass directly between in the Treatment of Genito- 
the globus major and minor. Urinary Dtseases, by Corbus 


and O’Conor; Bruce Pub. Co.) 
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Duplex Autocondensation Cushion 

This cushion serves 
yi - a double purpose— 
: & the design being 
¥ such that one side 
| may be used tor low 
<S voltage currents and 


AVE ewe. ne 
™ 9 ee the reverse for high = 
of s a "| voltage. The low @ | 


| Yo voltage sideis 
> equipped with a suit- | 
able dielectric mate- 
rial protected by a 
cleanable covering, 
and is not padded, 
while the high volt- 
age side is uphols- 
tered in the best grade of silk floss. The low voltage currents are sometimes 
spoken of as D’Arsonval and the high voltage as Tesla currents. 
Condensation cushions are frequently used as the inactive electrode in many 
types of treatment work. Another arrangement is for the operator to use his 
fingers as the active electrode while the cushion is the inactive electrode as 
in the treatment of bursitis, simple conjunctivitis, eye strain, etc. 
In regard to autocondensation treatments Harry Eaton Stewart, M. D., in 
“Diathermy with Special Reference to Pneumonia” says: 
“This treatment is used mainly for the relief of hypertension for which it is in most cases | 
quite efficient. There is an undoubted stimulation to glandular metabolism throughout ) 
the body especially effecting elimination. There are a few patients suffering “from 
hypertension who do not respond to this treatment. It is quite usual however, in 
these conditions to have them report a distinct general benefit from its use. Nervous 
tension Beene sleep made more profound and their feeling of well being enhanced 
aS a rule. 
Elkin P. Cumberbatch, M. A., B. M., M. R. C. P., in “Diathermy” makes the 
following statements prior to the presentation of ae records in which auto- 


condensation was used: 

“When reviewing the results of treatment of various cases by diathermy in order to 
test the therapeutic value of this method, it was noted that some of the patients 1m- 
proved considerably in their general health, even though the malady for which they 
were treated had not been alleviated or cured. Many “of the patients were thin and 
fragile, and complained of feeling constantly chilly. Cases of this type were after- 
wards more fully investigated, and it was found that symptoms, such as loss of appetite, 
dislike for food, dyspepsia, lack of sleep, depression, etc., were commonly present. The 
temperature was usually subnormal, the extremities cold, and the body weight low. 
These patients may be regarded as subjects of deficient physiological activity, especially 
of the processes concerned in the production of heat and the maintenance of the 
normal temperature. For these patients diathermy is a rational form of treatment, 
supplying the heat which the body cannot produce, giving the thermogenetic mechanism 
a rest and enabling it, in suitable cases, to resume its normal activity.” i 


» 


~ $2 2 
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The cushion is 60 inches long, 22 inches wide and about 3% inches thick and 
connection is made to either the high or low voltage electrode through the 


same terminal. 
Cat “Nor-(aize* Diplex “ntocondensation Cushion =. ee 8 
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Autocondensation Handle Electrode 


———— sical | 





j 


Cat. No. J5104 Large Metal Handle—an indifferent electrode for application of 
high frequency currents. Especially recommended in connection 
e Vi AMOUR EAtOl. Satta te nae et 8 oe A Se ee ay 


Abdominal Autocondensation Electrode 





J6187 and J5104 J 6187 
An attachment for Victor Metal Handle Electrode J5104 used in the applica- 
tion of high frequency currents with Autocondensation pads. 


The abdominal plate increases contact and permits higher milliamperage read- 
ing by reducing the resistance in the patient’s circuit. It is generally used 
for conditions requiring more than 600 M. A. 


Cat. No. J6187 Autocondensation Electrode (Abdominal) only. ......b4.00 


High Frequency Foot Switch 





The increased and broader use of high frequency equipment has indicated the 
need for a foot switch primarily intended for use with this type of apparatus. 

High frequency currents are hard to control and hence require apparatus 
specially designed for the purpose. The Victor High Frequency Foot Switch 
is doubly insulated. The dimensions have been kept within the limits of easy 


reach so that it may be operated with the foot at normal position. It may be 
used with any high frequency machine drawing 15 amperes or less. 


Gare No. V2A915 * “Victor High Freqiency* Foot SwitCi. cts ee sa 28.00 
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Zener Cervico- Vaginal Electrode 





This Electrode provides: 

Excellent contact with the cervix. 

Fits all sizes of cervices. 

Allows measurement of heat generated in the tissues by means of thermom- 
eters not in the electrode but in the cervical canal, urethra and 
rectum. 

Allows treatment with patient in a recumbent, relaxed and comfortable 
position. 

The active portion of the electrode consists of four blades attached by means 
of hinges to a metal tube. The blades are so designed as to fit over the 
vaginal portion of the cervix. Movement of the blades are obtained by means 
of an adjusting screw. 

In use, a belt made of electrode foil is applied to the trunk. The patient is 
placed in the lithotomy position and the electrode inserted either with or with- 
out the aid of a Graves speculum. It is much easier to insert with the aid of a 
speculum. 


The speculum is inserted and the cervix brought into view. The electrode with 
the blades in a closed position is passed into the vagina and the blades opened 
to the fullest extent. The cervix is viewed through the tube and a thermometer 
inserted into the cervical canal. The adjusting screw is then operated to cause 
the blades to close until the patient informs the operator of a sense of pressure 
on the cervix. The speculum is then withdrawn from the vagina. 

It has been found that more uni- 
form heating of the pelvis is ob- 
tained if the insulating rubber 
tube covers the metal tube leav- 
ing only the blades exposed. 
With this new Zener electrode a 
more general rise of temperature 
in the pelvis is obtained than with 
any other electrode so far de- 
veloped. It is expected that the 
availability of this electrode will 
improve the result obtained with 
cases where diathermy ts indi- 
cated as well as extending the 
field of usefulness of diathermy 
in treating G-U conditions. Zener cervico-vaginal electrode in position. (Sagital 
Cat. No. J6267 Zener Cervi- section.) N.B. Bulb of thermometer in rectum should 

show above and posterior to cervix. 





co— Vaginal 
Electrode ....$15.00 


(See Page 33 for further uses of this Electrode) 
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Automatic Cord Reel 


Offers a convenient means for connecting high 
frequency machine to electrodes and condensation 
cushions. 


The Victor Cord Reel is perfectly machined and 
finely finished. The cord is over eight feet in length, 
each reel being provided with an evenly tempered 
steel spring, the function of which is to keep the 
cord taut at all times. The reels are enclosed in 
polished, cast aluminum cases. 





In ordering, kindly specify type of apparatus being 
used. 


Cat. No. A3840 Victor Automatic Cord Reel...............$4.25 


Cord Reel Hook Adapter 


Intended as a connection between electrodes equipped with friction grip and 
either cord reels or cords with hook connectors. 


Cat. No. JO083 -CordheeleHaok Adapter. 2556. .2cee en ee Een eres $0.50 


Binaural Diathermy Electrode 


For diathermy in the 
ears. The ear electrodes 
are insulated one from 
the other and are self 
retaining. The ordinary 
cord tips fit into the re- 
ceptacles in the end of 
the brackets. 





Cat. No. J6184 Binaural Diathermy Electrode including two sets of different size 


Spring Cuff Electrode 


A self retaining, all metal instrument for 
the application of diathermy to the wrist, 
arm, calf or ankle. It is quickly adjusted, 
self retaining, readily cleaned and may be 
used with all ordinary cord tips. ; 


Cat. No. J6191 Spring Cuff Electrode ...$5.00 
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High Frequency Cords 

















J6058 J5975 


The large right angle tip on these cords fits the receptacle on the high frequency 
machine. 


Cat. No. J6058 Has friction grip terminal for use with all electrodes except those 
having threaded stems or rings only... Waideapddncar eae 

Cat. No. J5975 Has threaded connection for use with Victor Surgical diathermy 
Bud Peleciro. cos erlatiorn | aamtege ES ih ees ackes tet un ecann 


Cat. No. J6159 Insulated Cord with Hook Petntiacat x ako nents ik, 35 wie 








A convenient flexible rubber insulated cord r 
with twin terminals branching out 4 feet 
away from the post connection. The length 
over all is 8 feet. Equipped with the same 
type of terminals as the J6058. 


Cat. No. J6082 Bifurcated High Frequency 
Seah a: Siete Eon Reset Mem AiG, 





Universal Diathermy Clamp 


This is one of the most practical 

electrodes yet devised for the 
application of diathermy to the 

shoulder. It may be used with 

equal advantage in the treatment 

of various joints which usually 

offer something of a problem 

when it comes to the securing of 

proper contact with ordinary 
electrodes. a 
The two round discs (J5946 and ls 
J5169) shown in illustration are made of heavy electrode foil and conform 

quite readily to any surface, as the foil is of sufficient pliability to insure close 

contact over the entire area. 





Both discs are held in place by set screws and are mounted upon sliding 
spring stems, one of which is insulated so as to permit readjustment during 


treatment. The supporting arch is of cast aluminum. 
Cat. No. J5945 Universal Diathermy Electrode Clamp with 2% in. and 31!% in. 
Ue CPE yeh, tn Des Re ro em a DO Re ACO MeA ee TAU he Wend omy eA Mea eee $12.00 
Cat. No» (e946 “Blexible ise Plectrode,.2>5 tm. diameter. eo tcerereenapein 1.00 
Cat, ING..=)5t69 - exter isc Electrode, 25: tn Seaime tees er cadet 1.40 
[24] 
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Adjustable Vacuum Electrode Handle 


(As Suggested by Dr. N. M. Eberhart) 


Cae, a In orificial work this elec- 
ao ae eae trode can be inserted by the 
ear physician and the handle 
placed at any desired angle 
so that the patient can hold 
the electrode in_ position. 
This feature will especially 
é appeal to those who are em- 
ploying high frequency currents in the treatment of gynecological, genito- 
urinary, and rectal diseases. 
For general surface electrode treatment, this holder is considered as efficient 


as the straight holder, because the clamps can be securely locked in this or any 
of the intermediate positions desired. 





These metal clamps are made of heavy spring brass, nickel plated. 


Vacuum and Non-Vacuum Electrodes 


Either type of electrode produces locally a counterirritant effect upon the skin. 
The penetration of the heat produced in the tissues immediately beneath the 
electrode depends upon the machine setting and the distance of the electrode 
from the patient, although in any case the effect is primarily superficial. The 
treatment possibly stimulates skin cell metabolism and the activity of the 
skin glands. 


The vacuum type in any standard shape can be furnished on order. 


The insulated types of electrodes deliver the energy at the point of application 
only, while the plain types deliver energy wherever the patient’s body comes 
near or in contact with any part of the electrode. 


Vacuum Electrodes 





VICTOR 


J5029 
J5023 


(cat. INO. p0Z9 --Condenser Siirlace,- blue vaca 08 cc. acess cake ee ns baa ee 
Cac, No lb0ds — ourtiace ola -VAChUN ony ee ete te We ee ee ce 


Any type of vacuum electrode can be furnished on order. 
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Non-Vacuum Electrodes 








These electrodes are made of especially selected glass, coated internally. They 
are made to fit handles with one-half inch clasps unless otherwise specified. 
Some are now equipped with connection ring for direct contact with the cord 
reel terminal. 


No. 
No. 
No. 








Cat 
Cat. 
Cat. 
Cat. 
Cat. 
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_ ]5897 
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). 15896 
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The importance of purity in drugs 
is universally accepted and there is a 
growing appreciation of the necessity 
of purity in electrical currents used 
for therapeutic purposes. Of course, 
the engineer speaks of commutator 
ripple, harmonics and the like in- 
stead of purity although the basic 
idea is the same. With the Wantz 
Multiple Wave generator you will 
find as much difference between the 
currents if delivers and the output 
of the usual commercial machines as 
there is between chemically pure and 
commercial grades of chemicals. 





Whether you are using positive gal- 
vanism for its coagulative, sedative, 
vasomotor constrictive, ionic medica- 
tive or other proven effects; negative 
galvanism for its liquefying, vaso- 
motor dilative, irritative, ionic medi- 
cative or other established character- 
istics; sinusoidal current for its 
muscle stimuluating or other rec- 
ognized effects, or any of the other 
therapeutic currents obtainable from 
this machine you will find the same 
delicacy of control, purity of wave 
form, and convenience and reliability 
of operation. 


Reference: The statements made as to the therapeutic value of galvanic and sinusoidal 
currents are based on the accepted Medical literature of the day. Reprints or references 


covering any point will be furnished on request. 


Send for bulletin on the Multiple Wave Generator. 
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The Victor-Sigmond Galvanic 
Controller 





Galvanic treatments may be quickly, efficiently and comfortably administered 


with this machine. 
a true galvanic current. 


It has a wide range of control, suitable meters and delivers 
The following is a resume of medical literature con- 


cerning the important effects of positive and negative galvanism. 


—, 


Ot oR & bo 


Reference: 
based on the accepted Medical literature of the day. 


POSITIVE 


. Acid Coagulating and therefore tends 


to arrest hemorrhage. 


. Tends to relieve pain as it is sedative to 


sensory nerve endings. 


. Vasoconstrictive. 
. With more intense currents, acid eschar 


production tendency is noted. 


.Repels metal ions such as zinc—the 


most caustic, copper—less destructive 
than zinc and used more for its sterili- 
zing and stimulating effects, lithium, 
magnesium in the treatment of warts, 
mercury 10n—usually in combination 
with copper or zinc in natural cavities 
to minimize sticking of the electrode 
as well as adding to the sterilizing 
action, 


point will be furnished on request. 


me WwW Ww — 


Ca 


NEGATIVE 


. Alkaline effect tends to promote soften- 


ing and dissolution of tissue. 


. Vasodilative. 

_ Irritating and tends to aggravate pain. 
. Increased muscle irritability. 

. Produces hyperemia and stimulation. 


. Repels non-metal ions such as the todine 


ion employed in cases when it 1s de- 
sired to obtain adequate penetration 
without using a concentrated solution, 
chlorine ion promoting absorption of 
sclerosed tissue, the salicylic ion for 
skin affections. 


The statements made as to the therapeutic value of galvanic currents are 


Reprints or references covering any 


Send for bulletin on the Victor Sigmond Galvanic Controller. 
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GALVANIC AND SINUSOIDAL 


Suggested Accessories for Galvanic and Sinusoidal 
Apparatus 


FOR THE EAR, NOSE AND THROAT SPECIALIST 


1—]5723 Eye and Nose Electrode 1—J6230 Electrode Tissue 
1—J5724 Double Eye Sponge Electrode 1—]J5377 Dispersive Electrode, 4x 6” 
1—]6061 Warwick Aural lonization 1—]5379 Dispersive Electrode, 6x 8” 

Electrode i—]5597 Dispersive Electrode, 10x 12” 
1—J6148 Electrode Compound 1—A3096 Interval Timer 

Price, Complete, $22.95 
FOR THE DERMATOLOGIST 

1—]5783 Hayes Needles, bulbous pointed 1—-J5379 Dispersive Electrode, 6x8” 
1—]6161 Hayes Needles, sharp pointed 1—J5597 Dispersive Electrode, 10x12” 


1—]6148 
1—]6230 
!|—]5377 


1—]6069 Victor Improved Needle Holder 
1—A3096 Interval Timer 


Electrode Compound 
Electrode Tissue 


Dispersive Electrode, 4x6” 


Price, Complete, $24.20 


FOR THE G-U SPECIALIST 


1—]5377 Dispersive Electrode, 4x 6” 1—]6068 Uterine Cup Electrodes 
1—]5379 Dispersive Electrode, 6x 8” 1—]5752 Fitzhugh Copper Electrode 
{1—J5597 Dispersive Electrode, 10x12” 1—-J5766 Uterine or Urethral Electrode 
{—]5732 Vaginal or Prostatic Electrode with Insulated Staff 
1—J5737 Vaginal Cataphoric Electrode 1—-]6077 Universal Staff, straight 
1—]5734 Goldspohn’s Copper Ball 1—-]6078 Universal Staff, curved 


1—]608 1 
!—]6170 


Vaginal Electrode 
Goldspohn’s Intra-Uterine 
Electrode 
Willmoth Silver Endocervical 
Electrode 

Price, 


1—-J6069 Victor Improved Needle Holder 
{—J6148 Electrode Compound 


1—]6230 


Electrode Tissue 


1—A3096 Interval Timer 


Complete, $73.75 


POR FOE GYNECOLOGIST 


1—]6073 Round Spongio Electrode 1—]6081 Goldspohn’s Intra-Uterine 
1—J5377 Dispersive Electrode, 4x 5” Electrode 

1—-]5379 Dispersive Electrode, 6x 8” 1—]6170 Willmoth Silver Endocervical 
{—]5597 Dispersive Electrode, 10x12” Electrodes 

1—J6148 Electrode Compound 1—]6068 Uterine Cup Electrode 
1—-]6230 Electrode Tissue {—J5752 Fitzhugh Copper Electrode 
1—]5732 Vaginal or Prostatic Electrode 1—]5766 Olivary Electrodes, pure copper 
1—]5737 Vaginal Cataphoric Electrode 1—J6069 Victor Improved Needle Holder 











15734 Goldspohn’s Copper Ball 1—A3096 Interval Timer 
Vaginal Electrode 
Price, Complete, $77.45 
FOR THE SURGEON 
{1—-J6066 Improved Electro-Diagnostic 1—J5379 Dispersive Electrode, 6x 8” 
Set 1—J5597 Dispersive Electrode, 10x12” 
1—J5175 Metal Handle Electrode, large 1—]5762 Copper Fistula Electrode 
1—]6158 Metal Handle Electrode, small 1—]5757 Rectal Electrode 
1—}6095 Army Disc Electrode 1—J5759 Copper Rectal Electrode for 
i—]6080 Roller Electrode hemorrhoids 
1—]6071 Spongio-Pilene Disc Electrode 1—]6016 Sigmond Needles 
with stud 1 inch diameter 1—|6097 Victor Multiple Connector, 
1—]6072 Spongio- Pilene Disc Electrode insulated 
with stud 1144 inch diameter {—J5551 Victor Universal Handle 
{1—J5709 Spongio- Pilene Dise Electrode 1—]6069 Victor Improved Needle Holder 
with stud 2 inch diameter 1—]6067 Electro-Diagnostic Handle 
1—J6148 Electrode Compound 1—A3096 Interval Timer 
1—]6230 Ejectrode Tissue 
1—J5377 Dispersive Electrode, 4x 6” 


Price, Complete, $45.80 





GALVANIC AND SINUSOIDAL 





FOR THE HOSPITAL 


|—-J6066 Electro-Diagnostic Set {—]6148 Electrode Compound 
{1—J5724 Double Eye Sponge Electrode 1—J6230 Electrode Tissue 
1—J5783 Hayes Needles, bulbous pointed 1—]5732 Vaginal or Prostatic Electrode 
1—J6161 Hayes Needles, sharp pointed 1—]6081 Goldspohn’s Intra-Uterine 
1—-]6158 Metal Handle Electrode, small Electrode 
1—J6095 Army Disc Electrode 1—J6170 Willmoth Silver Endocervical 
1—J6079 Metal Disc Electrode Electrode, set of 4 - 
1—J6080 Roller Electrode 1—-]6068 Uterine Cup Electrode ) 
{1—J5560 Hayes Spongio-Pilene Electrode 1—]5766 Olivary Electrodes, pure copper uy 
on Block Tin 1—J5759 Copper Rectal Electrode for 
1—J5555 Hand Spongio Electrode hemorrhoids 
1—]J6073 Round Spongio Electrode 1—]6016 Sigmond Needles 
1—J6071 Spongio-Pilene Disc Electrode 1—]6097 Victor Multiple Connector, 
with stud 1 inch diameter insulated 
1—]6072 Spongio-Pilene Disc Electrode 1—J5551 Victor Universal Handle 
with stud 1% inch diameter 1—J6077 Universal Staff, straight 
{—J5709 Spongio-Pilene Disc Electrode 1—]6078 Universal Staff, curved 
with stud 2 inches diameter 1—]6069 Victor Improved Needle Holder 
1—J5377 Dispersive Electrode, 4x 6” 1—J6076 Binding Strap 
1—-]5379 Dispersive Electrode, 6x 8” 1—A3096 Interval Timer 


1—J5597 Dispersive Electrode, 10x12” 


Price, Complete, $103.40 


Eye and Nose Electrode 


ae rr | The active electrode is a copper blade about 1 


inch by ;3; inch. The insulated staff is 5 inches 
long and is equipped with threaded stem to fit Universal Handle J5551. 
In regard to the use of positive galvanism with a flat copper electrode in 
treating trachoma, Neiswanger in ‘his book “Electro-Therapeutical Practice”’ 
Says: 








“The treatment as herein outlined was suggested by the process in vogue for so many 
years, Of applying cupric sulphate by means of a blue stone pencil, which, it will be 
noticed, always does much good, but the reason it did not make a complete cure was 
because the copper salt never reached the ultimate | ramifications of the granular surface, 
while with the electrical process it undoubtedly does. 


A RATIONAL TREATMENT OF HYPERTROPHIC RHINITIS. Louis Feldman, M. D., The New 
England Journal of Medicine, May 17, 1928. Page 682. 


“1. A monopolar high frequency current from the Oudin coil is applied by means of a 
non-vacuum flat nasal electrode and is inserted into one side of the nose. * * * It is kept 
there for about ten minutes, thus producing, after this preliminary ieniaaat a rather 
marked hyperemia of the previously pale, boggy hypertrophied membrane, * * * 


“2. A flat copper nasal electrode covered with cotton and moistened is then applied 


against the tissues intra-nasally and attached by means of an insulated wire to the ‘active’ dus { 
positive pole of a galvanic apparatus, the larger indifferent moistened pad, size 6 x 4, 
coming in contact with the patient’s chest in the sternal region anteriorly. * * * Then the 


current is gradually turned on, taking into consideration both the patient’s feelings and the 
milliampere meter reading. The average dosage used was about three to eight m.a. tor 
about ten minutes; then the entire process preceded by the high frequency treatment is 
repeated in the other side of the nose. * * * 


“The average number of treatments given was ten. The interval between treatments was 
about forty- ~eight hours. The average duration of treatment was twelve minutes. In the | 
50 cases observed and treated, the results were as follows: Relief or improvement was first | 
noticed after about the fourth seance, manifested by both symptoms and signs, subjective 


and objective. * * * Our conclusions were as follows: Total number of cases treated, 50; 

total soa of treatments given, 512; total number cured, 28 (56%); total number 

improved, 12 (24%); total number unimproved, 10 (20%).” 

Cat. No. J5723 Eye and Nose ‘Electrodeé:....._.... Fond Ps ae ees Er A Ee ee Ne Bn © 5 REA 
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Aural lonization Electrode 


The glass speculum serves as an easily ster- 
ilized, non-porous container for the solution 
and prevents the zinc electrode from touch- 
ing the skin. The cord terminal fits into the 
end of the zinc electrode. This is the War- 
wick type ionization electrode. 


With galvanic currents metal ions are driven 
away from the positive electrode. “Zinc ions, 
whether derived from a zinc needle or from a 
solution of the salt, when introduced into a solu- 
tion of albumen coagulate the albumen. As cells 
—tissue cells, blood cells and bacteria—are com- 
posed largely of albumen they also can be coagu- 
lated and therefore killed. Zinc ionization (and 
zinc electrolysis) are therefore antiseptic proce- 

dures, and they have proved to be of great use ath = 
in the treatment of chronic otorrhoea.” 





ZINC IONIZATION AND ZINC ELECTROLYSIS IN THE 

TREATMENT OF CHRONIC OTORRHOEA. By A. R. 

Friel, M. A., M. D., F. R. C. S.1., in American Journal of Electrotherapeutics and Radiol- 
ogy, October, 1921. 
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Double Eye Sponge Electrode 


A convenient electrode for treating 

the eyes. Negative galvanism (vaso- 

dilator) with this electrode is used 

to stimulate sluggish circulation in 

bruises. 

Practical Index to Electrotherapy, by 

Waddington. 

Cat. No. J5724 Double Eye Sponge 
Electrode, including 
PAE cach ace eek $2.50 











Rectal Electrodes 


These rectal electrodes are both 514” long overall with a tip portion 214” 
in length and a maximum diameter of 34”. 








The following quotation is from an article entitled “Some Facts Asout 
5 4 

Curonic Constipation,” by Dr. William Wolf, October, 1927 issue of Medical 
Review of Reviews. 

“In cases where the rectum has been distended and its walls relaxed and weakened by 
accumulated feces, or too frequently repeated and incorrectly given enemas, the follow- 
ing method will give excellent results: place an indifferent large electrode upon the 
abdominal wall, and an intrarectal copper or nickel electrode into the anal canal and 
pass the sinusoidal current through, very gradually and then step by step move the 
rectal electrode up as far as it will comfortably go. This is an excellent method in 
properly selected cases and has given splendid results where other methods have utterly 
failed.” 

Cat. No: J5758° Wectal Electrode, nickel ‘plated> inswlated ue ko $2.00 


Can Noe Jo757- “Rectal Electrode, all metal, mickel piatens 25. See ee. L756 
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Prostatic Electrode 





This electrode, designed by Dr. C. W. Bowen, is used with surging sinusoidal 
current for massaging treatment of the prostate gland. 


Cat. No. J5764 Prostatic Electrode 


Sigmoid Electrode 


A curved insulated stem with large 
olive shaped electrode tip of nickeled 
metal and designed to fit Victor 
Universal Handle J5551. 





“It is used in the treatment of constipation with sinusoidal current.”—Practical Index to | 
Electrotherapy, by Waddington. 


“SIGMOID IMPACTION. This condition when due to an atonic state of the musculature 
of the lower bowel may be treated along the lines just given and in addition there may 
be given internal rectal application of one electrode, the other being placed on the lower 
abdominal wall. Either the sinusoidal or wave galvanic current may be employed. 
The lower bowel should be thoroughly cleaned out before treatments.’—Physiotherapy, 
by Stewart. 


Cat. No. J]5732 Sigmoid Electrode ...... ies eae Wee eet Meh Set pceita, Saenaice $3.50 


Copper Rectal Electrode 


GALVANISM IN THE TREATMENT OF INTERNAL HEMORRHOIDS, 
WITH REPORT oF Case. A. L. Kincheloe, Owensboro, Ky., 
Kentucky Medical Journal, September, 1927. Page 514. 





This author says that he is “quite sure that Galvanism is as 
| effective in the treatment of internal hemorrhoids as surgery, 
and has many advantages over any radical operation in that there is no danger of 
hemorrhage, attended with practically no pain in_ uncomplicated cases, no slough, no 
protrusion after the first one or two treatments. The results are produced by chemical 
changes in the hemorrhoid and not by burning or cauterizing as we may suppose. There 
is no destruction of tissue, hence no danger of infection.” 
The electrode consists of a copper bulb mounted upon a short insulated staff | 
in the end of which is a receptacle to take the friction grip terminal. When | 
inserted the sphincter muscle grasps the stem near the end of the insulated | 
= . . . “78 ; 
Surface holding it in treatment position. 
Cat. No. J5759 Copper Rectal Electrode : $3.00 
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Zener Cervico—Vaginal Electrode 





This electrode has four blades which fit over the vaginal portion of the cervix. 
The active galvanic electrode such as the J6081 Intra Uterine Electrode may 
be inserted into the cervical canal. 

With such an arrangement the Zener Electrode replaces the usual dispersive 
electrode, giving better control of the current to the part under treatment and 
eliminates the current passing through any part of the body except that under 
treatment. 

(See Page 22 for further uses of this Electrode) 

Cat, NGs [6207 “Zener Wervico——V aairar FC CERG ea ah eset stance LOO) 


Intra-Uterine Electrodes 


DISPERSIVE ELECTRODE a 


Rae Se 











In regard to endocervicitis caused by organisms other than gonococcal, Dr. 
E. P. Cumberbatch in “Clinical Medicine,’ April, 1926, ‘“GALVANOTHERAPY IN 
THE TREATMENT OF ENDOCERVITIS” SayS: 


“For the first three applications I use the metal (zinc or copper) electrode connected 
to the negative pole. That is followed by physiological changes of which the most im- 
portant known is increase in secretion from the mucous glands. That is obvious; you 
can see it, and it persists a long time after the current has ceased. The glands which 
form the major portion of the tissues of the cervix are freely drained from within out- 
wards. Other changes take place. There is an exudation of fluid, perhaps lymph from 
the tissues of the cervix. That has the effect of giving a thorough drainage to the 
infected cervix. 

“On the fourth application I use the same electrode and connect it to the positive pole 
and cause ions to migrate into the tissue. 

“| differ from other men in this respect in using much bigger currents than other people 
do. The French workers recommend twenty to twenty-five milliamperes. I go up to 
fifty, sixty, seventy or eighty, and | have been up to one hundred milliamperes. 


“Now, what have I done? I have produced a lining of zinc albuminate along the canal 
of the cervix. The tissues in contact with the metal for perhaps a millimeter or so deep 
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are converted into a firm membrane of zinc albuminate, and it is a sterile membrane. 


“TI, myself, having done that, prefer not to pull the electrode out by force and bring 
tissue with it, but rather to reverse the current for a minute to soften the tissue a little 
and bring the electrode out easily, because it is my personal belief that a good part 
of the value of that treatment is due to the covering of the infected canal of the cervix 
with a sterile membrane which stays there and persists there for perhaps a week or ten 
days or longer. As it is a sterile membrane infection cannot grow upon it from the 


outside. 

“That is the method which I adopted with success in treating infected endocervicitis.” _ 

THE eee TREATMENT OF GYNECOLOGIC PATIENTS, Walter T. Dannreuther, M. D., hey 
A. C. S., New York, The West Virginia Medical Journal, February, 1928. Page 53. 


“Negative pole ‘of the galvanic current, applied to a muscle covered with a mucous surface, 
promotes glandular secretion, relaxes muscle fibres s, and stimulates circulatory activity; its 
possibilities i in cases of cervical stenosis, antiflexion, and uterine ae ots are apparent. . 
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The set consists of four slightly curved copper electrodes of different sizes with 
a J6077 straight staff. The electrodes are of the Goldspohn type and their uni- 
versal popularity is an indication of their value in intra-uterine treatments. 

Cat. No. J6081 Intra-Uterine Electrodes, set of 4 with one staff ....$§6.00 


Uterine Cup Electrodes 





This electrode consists of an insulated stem supporting an insulated metal cup 
which is manipulated to push the organ into normal position and then acts as a 
support to the prolapsed uterus during treatment. 


Cat. No. J5751 Uterine Cup Electrode (nickel plated cup) with insulated stem.....$4.50 
Cat. No. J6068 Uterine Cup Electrode (copper cup) with insulated stem.............. 4.50 


Copper Os Electrode 




















The copper face is designed to fit the normal os—the remainder of the electrode 
consisting of an insulating shaft with a terminal which fits the Universal Handle 
J5551. This type of electrode was designed by Fitzhugh. 

“The treatment of erosions by metallic cataphoresis while quite successful, is never per- 
manent so long as the exciting cause is allowed to continue. 


“Acrid discharges from the uterus due to endometritis, salpingitis and pyosalpinx, are 
the principal causes of erosions of the os, and should receive attention before we can 
hope to effect a permanent cure. As it is, however, always considered good practice 
not to ignore symptoms even while treating the cause, we believe it advisable to treat 
the erosions and keep the os in as healthy a condition as possible.’-—Electro-T hera- 
peutical Practice, by Dr. C. S. Netswanger. 


Cap We. gee ooper Os Blectfode... 2.22... ee eae ee SO 
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Willmoth Silver Endocervical Electrodes 





Inasmuch as silver in some form has invariably enjoyed a reputation in the 
treatment of generative tract pathologies involving infection, Dr. Willmoth has 
devised endocervical electrodes of this material to be used for ionization. Not 
only do the electrodes fit the cervical canal, but inasmuch, according to Dr. 
Wiilmoth, as endocervicitis is practically always associated with some degree 
of cervical erosion and infection, the Willmoth electrodes present a surface 
which fits the external os at the same time that the intra-cervical applicator 
fits the cervical canal. 

These electrodes are modeled from anatomical considerations and definitely 
supersede all other forms of electrodes in the satisfactory treatment of cervical 
and endocervical pathologies with silver ionization and positive galvanism. 
They are assorted in four sizes which, by experience, are found to meet satis- 
factorily any usual clinical case. 


Cat. No. J6170 Willmoth Silver Endocervical Electrodes, set of 4, mounted on 


Cat. No. J6166 Willmoth Silver Endocervical Electrodes, single, small—10F............ 7F00 
Cat. No. J6167 Willmoth Silver Endocervical Electrodes, single, small—l2F........ 7.50 
Cat. No. J6168 Willmoth Silver Endocervical Electrodes, single, med.—17P........ 7.50 
Cat. No. J6169 Willmoth Silver Endocervical Electrodes, single, large—2IP........ 7.50 


Uterine Set 
A combination § elec- 
T_T 9<519<~©»,;! trode, designed by 
Dr. W. J. Tyndall, 
for the application of either diathermy, galvanic or sinusoidal currents to the 
uterus, the cervical canal and the external os in the same application. 
The instrument consists of a well insulated staff with 


copper cup to which may be attached any of the six 
assorted bougies which are a part of the set. Receptacle 
ft: ea i 20 0 aa ae) 


in the end of the staff takes the usual friction grip cord 
terminal. 





Cat. No. J6203 Victor Uterine Set, complete... 0... AUN ee, a Pee ke 


Olivary Electrodes 


“STRICTURE, Our experience in the treatment of scar tissue elsewhere would indicate 
that favorable results are to be expected in the intelligent application of ionization 
(negative galvanism) to this condition and a sufficient number of workers have secured 
gratifying results to warrant the presentation of their methods.”’—Physiotherapy, by 
Stewart. 

Cumberbatch’s “Essentials of Medical Electricity’ also contains information on 
the treatment of strictures. 

With negative galvanism either copper or nickel plated electrodes may be used. 


With positive galvanism the copper electrodes should be used as the nickel 
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plated would become corroded. The copper electrodes with positive galvanism 
are said to produce a styptic action and function more as a vasoconstrictor. 


The olivary electrodes may be used with staffs of the J6077 or J6078 types and 
are furnished with bar as shown for mounting. A complete set of olivary elec- 
trodes should be available so that there will be no sacrifice in efficiency of 
application. 


Cat. No. J5766 Olivary Electrodes, copper, set of 12 (without staff). $4.50 
Cat. No. J5767 Olivary Electrodes, nickel plated, set of 6 (without staff) 000000. 3.50 


Universal Stafis 


























These are the types of staffs used with the olivary, the J5765 uterine or 
urethral and the intra-uterine electrodes. The staffs are insulated and have 
threaded stems at one end to fit handles such as the Universal J5551, while 
the other end has a threaded stem to take the various electrode tips. 


A straight stem is needed for the upper urethra while the Van Buren curved 
unit is useful in the deeper urethra. 


Cat. No, Je077- Universal: Stalf, straight 2 vi eee xt Cece yee at oe ert SS $1.50 
Cat. NO, }607S “Univetsar eit elec cee 36 49 lO ea ie Se 


Copper Fistula Electrode 















The tip of the electrode is of a bulbous shape, which permits easy introduction 
to the affected tract. 


In regard to the use of positive galvanism, Neiswanger in ‘“Electro- 
Therapeutical Practice,’ says: 


“Those who have treated fistulous tracts by metallic cataphoresis are enthusiastic in 
praise of the method, and, in the author’s experience, the results have been everything 
that could be desired. By the aid of a local anesthetic the treatment may be given 
with little or no pain, the patient is not obliged to quit his usual work and the results 
are aS permanent as can be obtained by the most radical surgical procedure.” 


Cat. No. J5762 Flexible Copper Fistula Electrode with bulbous tip. 00W..$0.75 
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GALVANIC AND SINUSOIDAL 








The staff is insulated and threaded to fit Victor Universal Handle. The use 
of a copper electrode with negative galvanism and sinusoidal current in the 
treatment of infantile uterus is discussed in “Physiotherapy,’ by Stewart. 
“INFANTILE Uterus. Prof. B. C. Hirst of the University of Pennsylvania has described 
a technique which has been very successful in the development and restoration to 
function of the infantile type of uterus. It is usually preceded by cervical dilation and 
a course of corpus lutium and pituitary extract which alone often gives no results. He 
based his work on the theory that the uterine muscle can be developed by electrical 
stimulation as can any other atrophied or poorly developed muscle.” 


Cat. No. J5765 Uterine or Urethral Electrode with insulated staff. 001.50 








Vaginal Cataphoric Electrode 





Neiswanger’s Vaginal Cataphoric Electrode. This instrument consists of a 
ball of pure copper pierced by numerous holes and attached to an insulated 
tube equipped with a nozzle for connection to a syringe. There is also a 
receptacle for the conducting cord terminal. 

“Tf, in the whole realm of therapeutics, there can ever be absolute assurance of success, 
it is in the field of ionization for septic disease.”—Electrotherapy in Gynecology, by 
Dr. Samuel Sloan. 

In treating vaginitis, the vaginal orifice is occluded and the vaginal canal is distended 
with a solution of zinc sulphate. 

Reference: “Electric lonization,’ Friel. 


Cate NG, Jere fae eee TTI CTI OGG nb cgnieercnin stings aes aandie nde OO 


Copper Ball Vaginal Electrode 











“This is the Goldspohn type and may be used as the active pole in vaginal-abdominal 
and vaginal-dorsal applications of low voltage energy. This electrode is used with 
negative galvanism in the treatment of leucorrhoea and with slow sinusoidal in uterine 
subinvolution.”—Practical Index of Electrotherapy, by Waddington. 

The copper ball, 34” diameter, is attached to a curved insulated stem which 
in turn may be attached to a handle such as the J5551. 


Cat. No. J5734 Copper Ball Vaginal Electrode... . ase ee eee ae: 2) 


ho 
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GALVANIC AND SINUSOIDAL 


Hemorrhoidal Needles 


These needles are insulated 
from the contact connection 
down to a point about 4” 
from the tip. ‘They are steel 
needles 214” long and fit the 
Needle Holder J6069. 
Sigmond, in an article on the use of positive galvanism in the treatment of 
hemorrhoids, says: 








“The method far surpasses urea and quinine hydrochloride injections. It should be used 
on those cases for which the injection treatment is especially suitable.’ ‘Positive 
GALVANISM FOR THE TREATMENT OF HEMORRHOIDS,” by H. W. Sigmond, M. D., in Victor 
Service-Suggestions, July-August, 1924. 


Cate INO. FOOTS “Hemorrioidal: Needi€s, DACKACE OT VIG ZEN io cmcmiente ena piel 


Victor Improved Needle Holder 


An insulated, adjustable handle 514 inches 


long; intended for use with hemorrhoidal | ee fi es | 


needles, Hayes needles and others of the 
same type. Adapted for connection to all Victor cords with tapered friction 
grip terminals. The needle is retained by a chuck. 


Cat, io, 06S. 7 Vy icteruiniproved Nesdle Holder. .2c)..a. hoe a, whet. A ati: Shee 


Electrode Cords 


High quality, flexible, insulated cords with 
the usual tapered friction grip terminals on 
both ends. 


Cat. No. J5822 Electrode Cord, 8 ft. long, pair.$1.75 





Hayes’ Needles 


These needles are made of English steel. They are used with ]6069 handle. 


Cat) Mersiagse Mayer bilbovs-Pomed Weedle. 2. ls. ee a a 
Cat. No. J5783 Hayes’ Bulbous Pointed Needles (in packages of 1 doz. each)... 2.50 
Cat New oker oa Ves, oreo k Ointed , NECUNG. 20. a.6)cc cate t atenn write Peete ee ee 
Cat. No. J6é161 Hayes’ Sharp Pointed Needles (in packages of 12)... 2:00 
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GALVANIC AND SINUSOIDAL 


Roller Electrode 


A nickeled metal roller mounted on 
an insulated handle with direct con- 
nection to the cord. It 1s so con- 
structed that the operator may propel 
it freely over the area under treat- 
ment, using whatever degree of pressure may be indicated in ois Se the 
desired energy. A chamois skin jacket is usually sewed on the roller to make 
the treatment more pleasant and effective. 











In the treatment of irritable nerve trunks positive galvanism using the roller 
electrode covered with chamois skin saturated with sodium bicarbonate solu- 
tion is often used over the sensitive area to allay pain. 


PAINFUL PoINTS AND ELEctTRIC RESISTANCE OF SKIN. M. Kaufmann and H. Weiss, 
Deutsche Medizinische Wochenschrift, Berlin, September 16, 1927. 


Abst. Jour. Am. Med. Assn. (December 10, 1927). Page 2075. 


“Increased permeability of the skin for the galvanic current was noted by Kaufmann and 

Weiss at all those sites at which palpitation had revealed painful points along nerve 
trunks. The decrease of resistance was proportionate to the local hyperesthesia. The 
patients examined suffered from rheumatic and neuralgic pains in the extremities, head- 
aches and other disturbances, the only objective symptoms of which were the painful 
points. The painful points were successfully treated by the galvanic current with the 
anode applied to the site of pain. When larger areas were affected, a roller was 
used. With the disappearance of pain the resistance of the skin to the current also became 
normal.” | 


Cat. No. J6080 Roller Electrode, complete with Wambo ccc etter iD TS 


Improved Electro-Diagnostic Set 














This set, consisting of an interrupting handle connected to an extension stem 
holding three assorted metal disc electrodes J6079, is very useful in treatment 
and diagnostic work. 


at iio. }60Ge -eeetrosl ig andstiCeoer s.r ee es 
rate eOs SOUR Y / “PSS RI rer Tne Ne tsk. eee of de wth Gh enh aera sik cacao ptR esnl one ee. Ae 


Adjustable Head Rest 


This is a strongly built head rest, easily adjusted to any 
position, comfortable to the patient, and readily adapted 
to any office chair. 

Cat. No. A3648 Victor Adjustable Head Rest.2$7.50 
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Interval Timer 


In Physical Therapy there is generally a given 
length of treatment which will give the best aver- 
age results. Either more or less than the time 
specified may easily be responsible for failure or 
may lead to inconsistent results or may contribute 
to inefficiency in the operation of the clinic. 


Treatment rooms may be economically equipped 
with a suitable number of Victor Interval Timers 
without any great expenditure and these units will 
assist considerably in the attainment of uniform 
technique and results. 


The Victor Interval Timer is entirely mechanical 
and requires no electrical connection of any sort. 
It may be suspended from a hook or stood on a 
table and it is always furnished complete with base 
as shown. The dial gives a simple direct reading and an alarm sounds at the 
end of the period for which the Timer was set. The Timer will give a warning 
at the end of any period from fifteen seconds to two hours and even longer 
periods may be timed by resetting at the expiration of the two hours. 


Gat: No». As0vGr~ Victor Antervah bier... 5 or eee de ee eee 5a eer SON EID 





Automatic Electric Treatment Timer 


for Physical Therapy Apparatus 


Automatically turns off the current at expiration of time 
period for which it was set. A signal sounds whenever 
current is cut off. 


Maximum safety is insured by a “Patient Release” with 
which the patient can cut off the current instantly in an 
emergency. 


Current can be turned on or off as many times as de- 

sired during treatment; the Timer automatically computes < 

the various periods of actual treatment and cuts off cur- ey 4 
rent automatically at expiration of total time. 


Times from one to fifty-five minutes. Can be used on 
any diathermy machine, quartz mercury vapor lamp, 
carbon-arc, infra-red, or radiant heat lamp, galvanic or 
sinusoidal apparatus ‘that consumes not over 15 amperes 
at 110 volts or 74% amperes at 220 volts, A. C. or D. C. 


Always accurate. No winding up necessary; winds as 
you set it. 





Cat: No. J6189- Automatic Electric-Treatment Timer onc... dete RD Gio ed ee 
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MISCELLANEOUS ACCESSORIES 


Victor Electrode Tissue 














Victor Electrode Tissue is a flexible, transparent, non-metallic, permeable tissue 
used between metal electrodes and the skin. 


It is an ideal conductor of electricity when moistened on one side with Victor 
electrode compound and applied to the area under treatment. It is not necessary 
to moisten the side which ts used next to the patient. The electric current will 
pass through the electrode tissue which has been coated with electrode com- 
pound. This electrode tissue is used for Sinusoidal, High Frequency, Galvanic 
and other types of electrical treatments. 


Since the cost of a piece of suitable size for a treatment is very small the 
material should be discarded at the end of the treatment and a new piece used 
for the next treatment. 


The use of Efectrode Tissue offers the advantages that it is not necessary to 
smear electrode compound on the patient’s skin or to use felt or other solution- 
soaked substances. As can be readily confirmed by tests the Victor Electrode 
Tissue coated with Victor compound passes current as readily as any of the 
other combinations used in conducting currents through the patient’s body. 


It does not favor bacterial growth, it is not subject to decomposition and it is 
no more inflammable than ordinary paper. 


Its use solves the old problem of electrode contact and introduces the welcome 
feature of economically providing a new, clean, wholesome surface for suc- 
cessive cases. 


Cat. No. J6230 Package Victor Electrode Tissue (about 6,000 square inches)..........$2.70 


Electrode Compound 


An improved product consist- 
ing of a gelatinous mass put 
up in collapsible tubes. A 
small quantity is rubbed both 
on the skin and on the elec- 
trode contact surface, or if 
Electrode Tissue is sed ihe 

compound is placed on the side next to the electrode. It has the property of 
remaining moist for a sufficient length of time to suit any treatment; further- 
more, it is a splendid conductor. Those who use diathermy, galvanic or 
sinusoidal current will find this item very satisfactory. 


Cat. No. j6147 Electrode Compound in Collapsible Tube ..20._2.c. 2 
Cate-No, -}6148 Electrode: Compound (box Of 22 ues hein usinareseueeeee ae ee A Dee 
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MISCELLANEOUS ACCESSORIES 





Electrode Foil 





Diathermy to the ears by double plate method using foil. 


Electrode Foil is inexpensive, flexible, easy to apply and furnishes adequate 
contact. When used in conjunction with the Victor Sand Bag Set, Elastic 
Bandage and the Compression Bladder, this foil, cut to various shapes and 
sizes makes possible an efficient method for obtaining effective contact for 
treatments such as the double plate, the plate-cuff and the double cuff methods. 


Cat. No. J6181 Electrode Foil, 
light weight, 12” 
wide, 005” thick, 

36 = gauge. Ap- 
proximately 3 
square feet to the 
pound, per pound..$0.75 
For 10 pounds or 
over, “per. pound... - ..50 


Cat. No. A3131 Electrode Foil, 
medium weight, 
2! ede, - OPO" 
thick, 25 . gauge. 
Approximately 
1 square foot to the 
pound, per pound .75 
For 10 pounds or 


over, per pound... 00 

Cat. No. J6037 Electrode Foil, heavy weight, 12” wide, .036” thick, 19 gauge. 
Approximately. 2 pounds to “the i baa foot, Pee a pent near 
for 10-pounds-or over, per pound... 2 e.. f PIE ae oe Boat An ee 5", 


Electrode Foil Connector 


This connecter consists of a 


nickel-plated split bushing 
equipped with set screw and 
ring. It is used as a union be- 


tween a cord reel hook and the 
electrode foil. 


Cat. No. J5136 Electrode Foil 








Connector _...... $0.75 
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MISCELLANEOUS ACCESSORIES 
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Electrode Clip Connector. 





A spring clip device for use with flexible metal mesh electrodes, spongio-pilene, 
electrode foil and other materials used for the application of electric currents. 
This clip affords good contact, is of sufficient strength to hold securely in place, 
and is equipped with receptacle for friction grip terminal. 


Cat Nos J60n6. WE lected Oli SOR me CE haa atc a oe pe te cae asta dls och P OTD 


Flexible Connector for Electrode Foil 





Made of flexible braided metal—one end has a spring clip to hold various 
cord tips. The flat end is held in contact with the foil by a strip of adhesive 
tape. 


Cat, Nor else “Comecior Flexible. for Electrode Fou conc i nied 100 


Cord Tips 





late NOs oes “Vet eectie e  CO TO LT eh ee a ce tind sate ue coach ininden ED 


Cat. No. J5543 Universal Cord Tip Adapter, to connect cord tips 
of any cord with Victor equipment or electrodes 
having receptacles for friction grip terminals......$0.40 


Cat. No. J5545 Double Connector, for wires and cords....................50.40 
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MISCELLANEOUS ACCESSORIES 


Sand Bag Set 











Inset shows connections completed 
and sandbag set in place to insure good 
electrode contact for penis treatment 
using double plate methed. 


Provided for the purpose of supporting or immobilizing any part of the body 
to be treated. Sand bags are indispensable for buttressing electrodes in place 
where bandages would be inadequate such as the shoulder joint and broad 
areas of the body. The illustration shows one of the innumerable positions 
in which the set can be used. 

This set consists of a cloth compression band 32 inches long and 51% inches 
wide, having at both ends a metal rod to keep it perfectly flat when in position. 
In the metal rod is fixed a hook on which to hang the sand bags. One end of 
the band may be attached to the table, then brought over the part with a sand 
bag attached to the other end. 

Two sand bags are supplied, one 5 inches wide and 11 inches long; the other 
11 inches wide and 11 inches long. 

Unless otherwise ordered, the set will be shipped without sand to save trans- 
portation charges. 

Cat. No. A3423 Sand Bag Set... isc case - VE GAs eae Ee Ae OLD 


Woven | Blastc isidaten 





Bandages of woven elastic material offer one of the most convenient means for 
holding electrodes and connectors in place. These woven elastic bandages are 
made of best long staple Sea Island cotton and possess the elastic qualities of 
rubber bandages, but contain no rubber. They can be sterilized by boiling or 
washed without injury. The porous weave insures coolness and comfort, and 
the soft feathered edges will not ravel, adding greatly to the life of the b andage. 
The bandages stretch without narrowing, roll evenly without need of reversing, 
fit comfortably and exert a constant firm pressure which can be varied to meet 
conditions. 

When these bandages are washed with soap and warm water and dried on a 
flat surface without stretching, the elasticity, which is somewhat lost by steady 
use, 1S entirely restored. 

Cat .No. [6162-. Roll Woven Elastic Bandage, 215” Widen cele oe OOO 
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MISCELLANEOUS ACCESSORIES 


Rubber Bandage 


Victor rubber bandage is made of pure gum rubber three inches wide and 
nine feet long. 

It is used by many operators as a means of binding the electrode in position 
and holding it securely during treatment. 

It is easily washed and may be used repeatedly without noticeable deteriora- 
tion, 


CateN0: IG I6O7 Pure. Gita RODDED Ba aee. cnet a ee ee Aa aa PO 


Compression Bladder 


Showing positions of elec- 
trodes for application of 
diathermy to shoulder — 
anterior-posterior method. 
Note inflated rubber com- 
pression bladder under 
shoulder to insure even 
contact of foil electrode 
on skin surface. Inset 
shows connections com- 
pleted and with sand bag 
set fo insure even contact 
of other foil electrode. 


The advantage of this device lies in its action of forcing con- 
tact between the electrode and the skin. It may be used 
either as a pillow, if the electrode is to be placed under the 
patient, or as an air bag between the electrode and a suit- 
able bandage when used in other positions. 


Being air inflated it conforms readily to contour, equalizing pressure where it 
is most needed. 

The Victor compression bladder is made of pure para rubber with a single 
seam so as to present a uniform contact surface under air compression. 


CatNG] AetOr Victer COnIressiad: Bl ACGCh ee ok Shek RE adn PL AO 





Binding Strap 


Intended to use as a means of securing 
disc electrodes in whatever position they 
are to be used. This strap, made of stout 
cotton webbing, is used for holding elec- 
trodes, especially the disc type, in posi- 
tion and is equipped with an eyelet through 
which the electrode disc stem may be con- 
nected with the contact cord. 





Cat. No. J6076 Binding Strap for use with all disc electrodes. eee OTS 
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Slow smooth Sinusoidal Treat- 
ment to Radial nerve or its 
muscles by Bipolar method 
for conditions such as radial 
paralysis, trauma of wrist 
joint, edema of forearm, etc. 
Note the use of sand bag and al 
compression bladder to main- 

fain wrist at cock-up position 
to avoid overstretching ex- 

tensor muscles. Use two disc 4 
electrodes I" (6072) with 

one [5551 Handle, [6076 Bind- 

ing Strap and [6033 Clip Con- 

nector. 





Spongio-Pilene Disc Electrodes 


Metal discs with spongio-pilene contact and equipped with a 
threaded stem to fit the J5551 Universal Handle and the J6066 
and J6067 Electro-Diagnostic Handles. Use J6033 Clip Con- 
nector to connect cord to Dise Electrode if handle is not used. 





Cat. No. J607!1 Spongio-Pilene Disc Electrode with Stem, 1” diameter sarnsenee P95 


Cat. No. J6072 Spongio-Pilene Disc Electrode with Stem, 144” diameter... 95 
Cat. No. J5709 Spongio-Pilene Disc Electrode with Stem, 2” diameter wu. 95 


For treatment of conditions 
such as paralysis of the 
anterior tibial muscles and 
injuries to the ankle joint. 
The slow smooth sinusoidal 
is used for paralysis and 
rippled slow sinusoidal for 
injuries other than flaccid 
paralysis. Note the use of 
the sling- for joot arap. 
Electrodes: 2 Discs, Jin” 
({6072), | Handle (]553/), 
I Site ()60760) — and: J 
Clip Connector ({6033). 
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Ide 
Round Spongio Electrode 


A flexible spongio-pilene electrode attached to a cir- 
cular piece of soft rubber fabric through which the 
current is delivered by means of a metal connector. 


Cat. No. J6073 Spongio Electrode, rubber insulated 
CCRdialh  MATAMIO TOE Yk c one vote et none DO 








K 


Rippled sinusoidal current being used for treatment of ab- 

dominal flaccidity. Electrodes—2 rubber insulated spongio 

electrodes. Treatments are also given using one electrode 
on abdomen and other under sacrum. 


Hand Spongio Electrode 


» 8 





Cat. No. J5555 Spongio Covered Electrode, with soft rubber insulation for general 
application with the hand . BEA TAI csc Gg pale Ba 
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Dispersive Electrodes 
Made of flexible, perforated 
metal with covering of spongio- 
pilene over the anterior surface. 
Equipped with receptacle to 
take the usual friction § grip 
terminal. , 
Cat. No. J5377 Dispersive Elec- we . 
trode, 4x6”... ..S1.50 
Cat. No. J5379 Dispersive Elec- 
trode, 6x8".......... 2.75 ' 
Cat. No. ]5597 Dispersive Elec- 
tHode [Ue 2". 2 a7 
Slow smooth sinusoidal used in the 
treatment of deltoid paralysis or in- 
jury to the shoulder joint, such as 
sprains and dislocations. The arm 
is raised to the level of shoulder to 
secure greatest shortenings of the 
muscle fibers. Towel ts used be- 
fween hand and dispersive electrode. 
4x6 Dispersive Electrode (]5377), 
1%” Disc Electrode ({6072) and 
Handle (]5551) used. 
o . 
Back | Face 
Constructed of spongio-pilene felt permanently attached to a piece of flexible 
metal equipped with proper connector to fit Victor attachment cords. ‘ 
Diameter, 814 inches. 
Cat. No. J5560 Dr. Hayes’ Spongio-Pilene Electrode on Block Tinwww vane D290 
[48] 
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MISCELLANEOUS ACCESSORIES 
Flexible Metal Fabric Electrodes 
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Flexible metallic mesh with Victor Electrode Tissue and Compound gives one 
ot the most satisfactory combinations for the application of electric currents to 
many parts of the body. 

One of the conveniences of this material is that the operator can cut up his 
own electrodes to suit himself. Metal mesh can be sterilized in steam or in 
boiling water, just as any other instrument. 

The technique of application is to place the Electrode Tissue on the skin, coat 
the surface of the tissue with electrode compound and then place the Metal 
Fabric Electrodes over the tissue. The result is better contact and elimina- 
tion of objectional faradism. 


Cat. No. J6017« Flexible: Metal Fabric Electrode 232 = en ee Re. 0.00 
Cat. No. JO09S « Flemble Métal Fabric Electrodes siya forest. ee ts cai acorn 5.50 
Cat. No. J6019 . “Flexible: Metal” Fabric Elecite creo tee eth epee Like 
Cat. No. J[6020 Flexible MetabeFabtic Electtode- 3x10". temps O00 
Cat. No. J6021 Flexible Metal Fabric Electrode, 12x 67.0000... ESN See ep APS RES 
Cat. No. .J6022.° Flexible Metal Fabric Elect. ice cs enacts carlennrinrteivnene 0,00 
Cat. No. ]6023 Flexible Metal Fabric: Electrode, @ex 671... ek 2, 35. peace 12.00 
Cat. No. J6024 Flexible Metal Fabric Electrode, 36” width, per foot —WWW.. 18.00 
Spongio-Pilene 





Shows the use of two 3x6” double thickness of Spongio-Pilene with rubber 
sponges and Clip Connector J6033 in the treatment of atonic constipation using 
very slow, smooth sinusoidal (to correspond to normal peristalic rhythm) 
through involuntary nervous system. Electrodes are being held in place as 
patient reclines to assume position for the treatment. 


Spongio-Pilene is a pliable material which absorbs and retains moisture. It 
is used as an electrode for high frequency, sinusoidal and galvanic treatments. 


Cat. No. J6074 -Spongio-Pilene, 36” wide,. per Heal £OO tine cence eeecarennntenlrmeenomnse $1.60 
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Multiple Connectors 





J6097 
A means of providing several connections from a single pair of Binding Posts. tes) 
They are metal blocks equipped with holes into which friction oTip terminals 
may be inserted for multiple connections. Adapted to use with Victor cords. 
Cat, No. J6O00T ‘Victor DiRie ee omeCtae: STATO Tocca uscnthen ctl sdspdnicinewindenani $1.60 , 





[ 


Pronated feet treatment using 

rippled slow sinusoidal current 

to external popliteal nerve. 2 

Disc Electrodes, 3” ([5079), 2 

Straps ([6076), 6 Cords (J5821), 

2 Multiple Connectors (]6097), 4 

Clip Connectors (]6033) and } 
oblong tin pans. 





Victor PWiversal Handle 


This is a wooden handle with two terminals, 
one for the cord tip (usual friction grip type) 
and the other to accept Disc Electrodes, and 
other electrodes having threaded stems. 

Cat No, Jenni? ~ Universal “Han die, avg ee es, Se ee ei ek 





Treatment of paralysis of the 
facial muscles with slow smooth 
sinusoidal current using 4x6” 
Dispersive Pad (]5377) and 1%" 
Disc Electrode (]6072) with 
(J5551) Handle. Use towel be- 
tween patient's hand and chest 
electrode, 
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Metal Hand Electrodes 


For Diathermy wrist 
treatment of condi- — 
tions such as syno- 
vitis, neuritis, strains, 
sprains, traumatic in- 
juries and arthritis 
this Hand Electrode 
is often used in con- 
nection with the 
Spring Cuff Elec- 
trode or with Elec- 
trode Foil around the 
wrist. 
















J5175 J6158 
Cat. No. J5175 Metal Hand Electrode... fs Lipte  i va vata ata ea Ae aa oapmaatilontsoet LO 
Cat. No. J6158 Small Metal Handle Elettrngess Bic Gb i ct ie ait cet 


Metal Disc Electrodes 


Set of three nickel plated convex discs mounted on threaded 
stem arranged to fit our J5551 Universal Handle. The diameter 
of each of these electrodes is as follows: 1 in., 1% in., 2 in. 


Cat. No. J6079 Metal Disc Electrodes, set of three, with stem.....52.00 





Army Disc Electrode 


This is a Universal electrode of 
general utility for the application 
of various currents or modalities 
in a wide variety of cases. 

The cord tip connection is adjust- 
able to all types of cord terminals. 
The metal disc is 2144” in diameter 
with rounded edges and is heavily 
nickel plated throughout. The handle is of finely finished insulating material. 


Cat. No. J6095 Army Disc Electrode, complete with Handle cccucceen ened 1,50 





Putman Sand Bag 


Convenient for holding electrodes in place on different parts of the body such 
as chest, shoulder, back, legs, etc. 


Cat. No.-(6204- Patman Satid Basic ea lc 
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VICTOR QUARTZ LAMPS 


for 


Ultraviolet Therapy 











Victor De Luxe Combination Air-Cooled and 
Water-Cooled Quartz Lamp 








“The Quartz Mercury Vapour is the most generally suitable lamp for employment in 
private practice or in small clinics. 

“It is easy to use, effective, rapid in its action, rich in ultraviolet light of therapeutic 
value, clean, economical both in first cost and current consumption, suitable for either 
a general light bath or local treatment. It occupies little space, and is easily installed 
in a doctor’s consulting room. 


“It is, therefore, not to be wondered at that it has achieved great popularity, and has ) 
been very generally advocated and adopted.” | 
—Sir Henry Gauvain, M. D., Chir. (Cantab.), | 
in his introduction to J. Bell Ferguson’s “The : 
Quartz Mercury Vapour Lamp.” 
Write for booklet: “A Few Facts Pertinent to the Consideration of Artificial Sources of 
Ultraviolet Radiations,” and the bulletin on Quartz Lamps. 
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Z ® The Selection of Applicators for Ultraviolet ‘Therapy 
' 


y N LOCAL treatments, skin or cavity, the range of application 
of the Air-Cooled and Water-Cooled lamps depends on the 
variety of applicators available. 


When ordering any of the applicators listed herein, be sure to 
include in the order the holder which is required for that particular 
applicator. The holders are listed separately, in view of the fact 
that one holder will usually serve for several applicators with the 
same size of shank. 


Victor quartz lenses are made of the best grades of quartz and are 
comparatively free from blemish, thus insuring good transmission 
of ultraviolet rays. 


The holders are quickly and easily attached, and will remain 
fixed in position throughout the treatment. 


We will gladly assist in the selection of applicators and accessories 
best suited for a given range of service. 


sey 
REPAIRS 


Broken quartz rods can be repaired in most instances, the cost 
averaging about 14 the listed price of the applicator. 


» 9 
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Suggested U-V Accessories 


FOR THE EAR, NOSE AND THROAT SPECIALIST 


Victor Adapter 1—]6154 Nasal Applicator, all metal 
Tonsil Applicator with Quartz 1—]6029 Victor Adjustable Holder 

Lens 1—J6116 Quartz Pencil Applicator 
Wagner Prism, small {—J6117 Quartz Rod Applicator, 234x14” 
Wagner Prism, medium 1—J6119 Quartz Nasal Applicator 
Wagner Prism, large 1—]6120 Quartz Rod Applicator 

Junior Throat ‘Applicator 1—]6122 Quartz Laryngeal Applicator 
Victor %” Localizer 1—A3096 Interval Timer 

Victor 4 *Lotalizer 1—]6202 U-V Tolerance Gauge 


Victor 1” Localizer 2—J6001 Ultraviolet Protective Goggles 
Price, Complete, $262.65 
FOR THE DERMATOLOGIST 
Large Quartz Lens 1—]6029 Victor Adjustable Holder 


Holder for J6128 Quartz Lens 
Victor Adapter 

Quartz Lens (Convex) 

Victor On Localizer 

Victor +374” Localizer 

Victor 1" Localizer 


1—]J6116 Quartz Pencil Applicator 
1—J6117 Quartz Rod Applicator, 234x4”" 
1—J6202 U-V Tolerance Gauge 
2—]6110 Ultraviolet Protective Goggles 
1—A3096 Interval Timer 


Price, Complete, $102.15 


FOR THE G-U SPECIALIST 


Victor Adapter 1—-]6029 Victor Adjustable Holder 
Victor '%” Localizer 1—]6118 Quartz Rod Applicator 
Victor 34” Localizer 1—]6125 Quartz Speculum—Vaginal 
Victor 1” Localizer 1—J6126 Quartz Speculum—Rectal 
Prostatic Applicator {—A3096 Interval Timer 


Rectal or Vaginal Applicator 
Price, Complete, $123.15 


FOR THE GYNECOLOGIST 


Victor Adapter 1—J6029 Victor Adjustable Holder 
Victor ¥%” Localizer 1—J6125 Quartz Speculum—Vaginal 
Victor vin Localizer 1—J6126 Quartz Speculum—Rectal 


1—-]6202 U-V Tolerance Gauge 
Prostatic Applicator 2—]6001 Ulltraviolet Protective Goggles 
Rectal or Vaginal Applicator 1—A3096 Interval Timer 


Price, Complete, 5103.65 


Victor 1” Localizer 


FOR THE DENTIST 


Victor Adapter 1—]6263 No. 1 Gingival Localizer 
Victor %” Localizer 1—]6264 No. 2 Gingival Localizer 
Victor Adjustable Holder 1—]6123 Quartz Rod Applicator, curved 


Quartz Pencil Applicator 1—-A3096 Interval Timer 
Price, Complete, $70.00 


FOR THE HOSPITAL 


1—-J6029 Victor Adjustable Holder 
Quartz Lens (Convex) 1—]J6116 Quartz Pencil Applicator 
Tonsil Applicator with Quartz 1—J6117 Quartz Rod Applicator, 234x4” 
Lens 1—J6119 Quartz Nasal Applicator 
Waener Prism, medium |—-]6202 U-V Tolerance Gauge 

Victor ” Localizer 2—]6001 Ultraviolet Protective Goggles 
Victor 34” Localizer 1—-A3096 Interval Timer 


Victor 1” Localizer 
Price, Complete, $146.65 


Victor Adapter 
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Applicators and Accessories for Victor Quartz Lamps 





Large Quartz Lens (Convex Face), 
134”x1,%,”. This applicator has the 
largest area of any listed and is used 
either with or without compression. 
Satisfactory results have been re- 
ported using this lens in the treat- Cat. No. ]6113 
ment of keloids, naevi, abscesses, ; 
boils, port wine marks, adenoma, etc. 


Quartz Lens (convex Face) 11%” 
diameter. This lens has a somewhat 
smaller area than the J6128 and Is 
used for much the same treatments. 


EES ehis hp ees: $20.50 


Cat Ne: 6 feta ae $21.50 





Tonsil or Pharyngeal Applicators, 
614” long, with Quartz Lens. De- 
signed for applications of ultraviolet 
light in the throat. 





Cat Ro T6080 Sista cen caren 
Holder for J6128 Large Quartz Lens. 
Cat. NO: JOGDS he. 2 pete kee OOO 





Nasal Applicator. All -metal — de- 
signed by Dr. G. C. Wagner of 
Tacoma, Wash., for the effective 





Victor Adapter. Required for all ap- irradiation of nasal mucosa. This 
plicators (excepting quartz rods and instrument is furnished complete with 
large quartz lens). adapter to fit Victor lamps. 

Cat Wintec ties eee S700 Cat No. J61584 (22.0.3 eee 


PHYSICAL MEASURES IN DERMATOLOGY. Wm. D. McFee, M. D., Haverhill, Mass., Inter- 
national Jour. of Medicine and Surgery, July, 1927. Page 269. 


This paper gives many general suggestions on the technique of treating skin diseases. 
“In the treatment of boils and carbuncles,” it is emphasized, ‘that if seen early before 
suppuration has occurred, further development is checked by the prompt use of the 
Water Cooled Ultraviolet Applicator, pressed firmly against the lesion. After suppura- 
tion has occurred, all pus should be evacuated and the indurated base and margins 
lightly desiccated, after which ultraviolet application should follow.” 
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Technique for Tonsil Application. 


Credit for the design of all prismatic ultra- 
violet applicators belongs to Dr. G. C. 
Wagner of Tacoma, Wash. 

The popularity of Wagner prisms is due to 
their proven superiority in affording each 
localization where right angle radiation is 
required, as in the cases of lateral surfaces. 


oe : 
ws - 


Wagner Prism, small (nose-throat- 
dental). 


Cap-Ner ue ee oo ee 
Wagner Prism, medium (tonsil). 
Cana, leh memeet ee x! $32.00 


| =, 
_— 3 
Wagner Prism, large (G. U. and 
rectal). 
Cat No. (Gl0@s.1 osaict ot oe ee 


ie 


«a 





‘ie —— 
Junior Size Throat Applicator de- 
signed for the purpose of localizing 
ultraviolet radiation in the throats oi 
children. 


Cat. No. J6114 pee 
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Victor 14” Localizer, 2” long. 
Cat. No. J6026 





Victor 34” Localizer, 2” long. 
Cat. No. ]6027 et tT 





Victor &” Localizer, 2” long. 
Cat. No. J6028 





Prostatic Applicator. A metal obtur- 
ated speculum of convenient dimen- 
sion to insure an efficient distribu- 
tion of ultraviolet energy over the 


prostatic region when introduced 
rectally. 
Ce rn ee et en $8.00 
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Rectal or Vaginal Applicator. A 
metal speculum, with obturator which 
may be removed after introduction to 
permit irradiation. This instrument 1s 
used in connection with our holder 
J6025. 

MeO 16187 not a ate SOOO 





Quartz Speculum-Vaginal. Designed 
by Dr. G. C. Wagner of Tacoma, 
Wash., for use both as an aid to 
diagnosis and for the application of 
ultraviolet light in vaginal cases. Be- 
ing made of pure rock crystal 
(quartz) it is transparent to ultra- 
violet. With the speculum in sifu, 
the physician may use any of the 
proper applicators to direct the rays 
within the speculum to the particular 
area requiring exposures. The tis- 
sues being under compression are 
rendered anaemic; which makes for 
better penetration and more efficient 
bactericidal’ action. 


Gat. No. [0185 Co ee ee. $36.00 





Quartz Speculum-Rectal, same as 
the above but intended specially for 
rectal work. This instrument will be 
found of marked value in the ob- 
servation of treatment progress in 
hemorrhoids while under ultraviolet 
irradiations. It is often used in the 
treatment of prostatic cases. 

areeNo. joiee Coe eo venen $24.00 


ry 
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Victor Adjustable Holder. For use 
with any of the quartz rods listed 
herein. 

Sy BEY 60s, ais PL) 





Rhinitis, corya or hay fever technique. 


Hy PERTROPHIED TURBINATES, OZAENA, 
ATHROPHIC RHINITIS: “Much may be done 
in these affections with the ultraviolet ray. 
All scabs or crust should be first removed 
to allow the rays free access to the dis- 
eased tissues. The cavities should be well 
cleaned. The water-cooled lamp is used 
with the short quartz rod inserted into the 
nasal cavity. A third degree erythema 
dose, usually about two minutes, is given 
and repeated every other day should the 
tolerance of the mucous membrane per- 
mit. The more of the mucous membrane 
that is treated the quicker will the result 
be obtained.” 


“Artificial Sunlight and Its Therapeutic 
Uses,” by Francis Howard Humphris. 





Quartz Nasal Applicator, 614” long 
with flat sides. Some of the radia- 
tion is emitted back of the tip al- 
though most of it comes out the end. 


at. “NiO. JOT TS. 5. ncucccene cee eee eee 
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Quartz Rod Applicator, 234°xl4”, 
with blunt point. For nasal trradia- 
tions in rhinitis, hypertrophied tur- 
binates, ozena, hay fever and similar 
conditions. Used also for localiza- 
tion in acne pustules, verrucae and 
angiomata. 
Cat. No. J6117 Quartz Rod Ap- 
plicator, 234”xl4""..512.00 





Treatment of otitis media. 


“In diseases of the ear, with foul purulent 
discharge (in one case after operation), 
very good results have been obtained from 
the water-cooled lamp, using a quartz ap- 
plicator inserted through an aural specu- 
lum into the canal as far as possible up to 
the tympanum. A second degree ery- 
thema dose was given. The air-cooled 
lamp was applied over the mastoid cells 
at the same time.” 

“Artificial Sunlight and Its Therapeutic 
Uses,” by Francis Howard Humphris. 


Quartz Pencil Applicator, 234”xl” 
with olivary tip. An excellent appli- 
cator 301 semi the: treatment - of 
corneal ulcers, irradiations of small 
sinus tracts, auditory meatus, and for 
the stimulation of granulations in 
post operative wounds. More espe- 
cially post operative mastoids with 
chronic discharge. 


Cat. No. J6116 Quartz Pencil Ap- 
plicator, 234”xI” $12.50 
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Quartz Rod Applicator, 634"x14”". 
An olivary tip quartz rod used for 
urethral application. 

Gat Moc een te, $24.00 





Quartz Rod Applicator. This applica- 
tor is designed for radiation of post 
pharyngeal passages. Its angle is 
such as to insure maximum utility. It 
is slightly flattened at the end to 
offer an oval rather than round ultra- 
violet beam. 


at. NORIO P RO ee ee hc $26.00 





Quartz Laryngeal Applicator, 61” 
long with right angle curve and so 
constructed that the light emission 
takes place almost entirely at the tip. 
Useful particularly in the treatment 
of laryngeal tuberculosis. 

Cat. No. J6122 





Quartz Rod Applicator with tip 
curved at an angle of 120 degrees. 


Cate Ply iO Ls arse eon tee epee. OO 





Quartz Rod Applicator with 
curved at an angle of 45 degrees. 


Cat. No. J6121 
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Dental Applicator Full Curved. Use- Victor Selective Filter. Serves the 

ful in connection with the treatment purpose of absorbing both the lower 

ls of apical infections, pyorrhoea, and visible light and the shorter ultra- 
» a | other infections of the dental struc- violet rays, letting through only the 
) tures. long wave ultraviolet. The result is 
at). os 6124 Sar eg are that with its use longer exposures 


can be given without danger of 
noticeable skin reactions. It can be 
applied in deep penetration work for 
mastoids and frontal sinuses as well 
as in other cases of the same type. 
This filter can be attached to the 
water-cooled lamp and may be used 
in connection with other instruments 
listed above. Its limit of ultraviolet 
transmission is 2967 Angstrom units. 
Each filter is spectroscopically tested 
and only those are selected in which 
the ultraviolet transmission is known 
to reach 2967 Angstrom units. 

Pyorrhoea Treatment Cates Te Vo ee oa cle cathe wetness 





Victor Gingival Localizers 





No. I 


ail r ® These are localizers of the type developed by Dr. Frederick W. Lake of Boston. Dr. J. R. 
Blayney, University of Illinois College of Dentistry furnished valuable suggestions as to 
the shape and size best adapted to the average patient. 

The use of the No. 1 Localizer permits, in two exposures, the irradiation of the entire 
labial and buccal surfaces of the maxilia and mandibule. 

The localizer closely fits the curve of the jaw protecting the lips and cheeks. The No. 1 
Instrument is equipped with handle so that patient can hold it in place. 

The No. 2 Localizer is primarily for treatment of the gingival areas from lingual aspect. 
It may also be used for the irradiation of small areas on either the labial or buccal 
surfaces where it is not desired to cover as large an area as does the No. 1 Localizer. 


Cat No: J6263 - No. 1: Gingival Lotalizers oe ci cite ct ccna er 
Cat. No. J6264 No. 2 Gingival Localizer......... PRB desi iasd aeale. Sistine ini 6.00 
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Wood’s Filter. This is the special dark glass filter that is used to produce 
various interesting optical effects with pure ultraviolet energy exclusive of 
visible light radiation. 





Wood’s Filter, unmounted, 114" diameter. Wood's Filter, mounted to fit Victor Water- 
Cooled Lamp. 
Ser ts | UE eee ne aR om SE Cat. Os OTRO ee gram ine tracts MO 


THE DETECTION OF RINGWORM Hairs ON THE SCALP BY THEIR FLUORESCENCE UNDER 
ULTRAVIOLET LicHt. A. C. Roxburgh, British Journal Dermatology, August-Sep- 
tember, 1927. 


Abst. Am. J. Dis. Child. (February, 1928). Page 332. 


“This method consists of examining the head in a darkened room by the light from a 
mercury vapor or tungsten arc lamp passed through a piece of Wood’s glass. Wood’s 
glass is dark violet and contains oxide of nickel. It allows only a little red and visible 
violet and some long ultraviolet rays to pass. 


“Normal hair and skin show slight fluorescence under this light, the finger nails react 
more brightly but hairs infected with ringworm give a brilliant fluorescence with a 
greenish light. 

“This enables one easily to identify small groups of infected hairs or even single 
stumps on an otherwise healthy scalp. The appearance becomes pathognomonic only 
when the hairs are infected. 

“The author finds the method of value in ascertaining whether epilation after thallium 
acetate or roentgen ray treatment is complete, or whether a few ringworm stumps still 
remain; it is also of value in deciding whether the brother or sister of a patient with 
ringworm is infected.” 


Victor Operator’s Goggles 





Lighter in weight by far than similar devices, these goggles may be worn for 
hours without discomfort. They are easily put on and adjusted and are of a 
shape and size that will fit over the operator's regular spectacles. 


The Victor Operator's Goggles are made of the slow-burning colored trans- 
parent sheeting (not the ordinary celluloid). They accurately fit the face— 
preventing white ight reaching the eyes. 

To operators of quartz lamp equipment the Victor Operator's Goggles serve 
ideally as a safeguard against long, continued or repeated exposure to power- 
ful ultraviolet radiation. 


Cat No. Aave] “victor Operator so eales <i econ PAU 
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Ultraviolet Protective Goggles 
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LE 


These consist of a pair of smoked glass lenses mounted in metal framework, 
equipped with ventilated shields and adjustable ear-bows. 


They are easily cleaned, light and comfortable, and may be sterilized in the 
usual manner whenever necessary. 


Carbon ‘Tetrachloride 


Used for cleaning applicators and burners to obtain maximum amount of radia- 
tion. Commercial grades of carbon tetrachloride are not always satisfactory 
because they may leave a film which impairs the efficiency of the apparatus. 

Cat. NO: 1G205 Vict er ieee Zac eee nceenernceircianin aD VOD 
Cat-No.. [16206° Victor Carben Tetrachloride: i pint —......... Th See ee en ee 95 


Adapter Plate 


This device affords a means for using the various holders 
with applicators on the Victor Air-Cooled Lamps. 

Cat. No. J6039 Adapter Plate only for Air Cooled Casing..512.50 
Cat. No. V2739 Weight to compensate for Adapter Plate... 2.25 





Shows adapter plate 
mounted in air- 
cooled hood. 


Tungar Bulb 


Replacement bulb for quartz lamps operated on A. C. 
at, PRO GOA Trig tsetse betray ost nec eae 





Mica Screen 


Consists of standard holder with mica screen which cuts off 
U-V Radiation but passes light rays. 
Ee Li POU ~ ORE CLO C Hae ace cect ieee goods Ra ce 
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U-V Tolerance Gauge 





For determining individual tolerance without discomfort to the patient and 
regardless of the type of lamp used. The gauge consists of a metal plate with 
protective skirt. The plate has twelve -4,” apertures equipped with separate 
sliding covers marked from 10 to 120. Starting with the first hole marked 10 
additional holes are uncovered at intervals of 10 seconds. A series of suc- 
cessive exposures is thereby obtained, each being greater than the one preced- 
ing it by the same number of seconds (10 or more as desired). From the 
appearance, the following day, of the various small areas of skin the physician 
may decide as to the type of treatment to be administered. 


Ce Moveri2 .U-V Tolerance tjauoe 2S eee SS oma: $2.50 


Extra Quartz Tubes 





Air-Cooled Type “Uviarc” Quartz Tube. 


Cat. Dimesieoe)- Air-Cooled Type “Uviarc” Quartz Tube... enn ncn 10,00 
Cat.’ Nop 46041 ‘Water-Cooled Type “Uviarc” Quartz Tiiben ue 150.00 
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VICTOR THERMOSPECTRAL LAMPS 

FOR INFRA-RED AND 
»® LUMINOUS 

RAYS 







SY REFERENCES 


al % ““* * * applied wherever there exists pain * * * or where finer tissue exudates or con- 
strictions exist.”” Byron Sprague Price, M.D., American Journal Electrotherapeutics and 
Radiology, August, 1922. 

“* ** useful therapeutically principally in the relief of pain in such conditions as 
neuritis, neuralgia, sciatica, intercostal neuralgia, occipital neuralgia.” Jean Saidman, 
M. D. (Paris), American Journal Physical Therapy, February, 1928. 

“* * * able to produce the inciting effect of fever upon, for instance, the oxidation 
and the formation of anti-bodies without producing the harmful effects of fever upon 
the organism. 

“* ** Metabolic Function—Hemoglobin gives off its oxygen more readily under the 
influence of light, hence phototherapy, which floods the tissues of the body with this 
agent, increases the oxidizing power of the blood and is assumed to accelerate oxida- 
tion throughout the body.” Carl Sonne, Acta Medica Scandinavica. 


WS 
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Victor Thermospectral Lamps for 
Radiant Heat Therapy 


Duplex Outfits Using the Incandescent Bulb and 
Infra-Red Unit Interchangeably 


uf 


Just as a correct drug prescription requires a knowledge of the action of the 
drugs prescribed, so does the intelligent use of any physical therapeutic energy 
require a knowledge of the nature of that energy. Eminent physicists deplore 
the fact that more accurate data have not been given in many investigations, 
especially pertaining to the wave-lengths of radiant energy employed, and 
the too frequent use of indefinite terms in describing results. In other words, 
reported clinical results with radiant energies are distinctly valuable only 
ieee the spectral limits and the spectral distributions of the énerg gy employed 
have been definitely determined. 


It is on this basis that Victor Thermospectral Lamps are presented. Each 
lamp (either Model “A” or “B’’) is virtually two outfits in one, in that the 
incandescent bulb and infra-red unit may be used interchangeably. The 
spectral ranges of the two energies derived are as follows: 


Spectral Range Dominant in Region of 
(Angstrom Units) (Angstrom Units) 
Ineamaescent nib 2... so 4000A— 25000A Q9000A—11000A 
bata ted. Watt oe te: 4 eee 7600A—150000A 20000A—30000A 


Infra-Red Unit as used 

interchangeably with 

Incandescent Bulb in 

Model “A” Thermospec- 
fral Lamp. 








Incandescent Bulb (Ni- e rat i va 
frogen filled) as used a4 ee. 4 | AK 
interchangeably with 1 | BB me Mig 3 
Infra-Red Unit in Mod- \ 4 Do caret ee 


el “A” Thermospectral 
Lamp. 
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Victor Thermospectral Lamp, Model “A” 


On Counterweishted Stand. 


This model has a double reflector to facilitate ventilation. 


The white enameled inner jacket of the reflector is fluted, with the result that 
a great proportion of the rays will be directed downward through the opening 
of the reflector to the patient. 


The elbow through which the adjustments are made provides for any desired 
angle of the hood, according to the position of treatment. 


Vertical adjustment of the reflecting hood is supplied by means of a counter- 
weight in the tubular upright of the floor stand. 


The curved arm holding the reflecting hood moves over two sets of roller 
bearings when it is desired to extend the hood horizontally. 
Cat. No. J6096 Victor Thermospectral Lamp, Model “A,” mounted on floor stand 
with counter-weight for reflecting hood; not including infra-red , 
unit or nitrogen bulb. Shipping weight, 124 Ibs... 150.00 


See page 67 for listing of accessories. 
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Victor Thermospectral Lamp, Model “A” 


On Telescopic Stand. 


Another model in the floor stand type as shown above. It is more simple in 
design, for the sake of economy, yet practical and efficient. 





The extreme height from the floor to the rim of the reflecting hood when 
placed perpendicularly is 64 inches. The range of the vertical adjustment is 
36 inches and is obtained by the use of a telescopic tube column and set screw. 


The substantial tripod base of the floor stand is mounted on easy rolling 
casters. 


Cat. No. J5994 Victor Thermospectral Lamp, Model “A,” mounted on telescopic 
floor stand, not including infra-red unit or nitrogen bulb. eles 
ping weight, oi Spt | 5 eee IGE Re Me UNITS eo.) ee Fk: ne Oot SPP mieneee ...5132.00 


See page 67 for listing of accessories, 
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Victor Thermospectral Lamp, Model “A” 


On Wall Bracket. 


Where floor space is limited the wall bracket installation is available, as 
shown herewith. By means of the counterweight, the lamp can be quickly 
raised and lowered, the suspension cable moving freely over two pulley 
wheels. The angular adjustment of the hood is made through the friction 
joint immediately above the apex. 


A telescopic arrangement of the horizontal bar permits extension of the hood 
trom the wall over a range of 32 to 50 inches. This feature in combination 
with the friction joint for angular adjustment makes the Victor wall bracket 
outfit distinctly practical. 


Cat. No. J]5993 Victor Thermospectral Lamp, Model “A,” with wall bracket in- 
stead of floor stand, not including infra-red unit or nitrogen bulb. 
SONA DS Rane et NII oe susie cts Socaeraglomicob boi spear einen ees nae 


Accessories for Model “A” Thermospectral Lamp 


Cat. No. J6193 Infra-Red Unit, 1000-watt, for 105-118 volts, complete with 


adapter, tor Model “A” Dhermosnéctral Law oo. feo $15.25 
Cat.-No. J5080 -sBittogen Gall 1500-watt, lor 115-voltecc nas a tO 
Cat. INO.) SOS2eeiitroren ale, [a00-watt) FOR A 2a Oe west einn view vagina oe eis 8.10 
Cat. No. J5984 Nitrogen Bulb,-1000-watt, for L15-VOLtS accesses scssssenetessesennssnsetnesie 6.00 
ett, INO. oben, Nirocen Intibs LOOC Wath Tr Sei cncioeedbBicsedteysnndaoreprer dno ie 6.00 
Cal io: Jo978— Mrtcomen- Bul, LoOUr ath. Or, ei et sags at als ee hascedled cts 7.00 
Cat. No. J6163 Protective Pyrex Shield for hood opening of Model “A” Thermo- 

spectral Lamp, complete with mounting Clamps... 12.00 
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Victor Thermospectral Lamp 
Model “B” 


Like the Model “tA” lamp, the Model “B” may be used with an incandescent 
bulb or infra-red unit as desired. Being of smaller dimensions it, of course, 
operates with smaller units, which are illustrated on the opposite page (Fig. 2). 


In Figure 4 and in the illustration above, the Model “B” lamp is shown as it 
appears when used with its floor stand. Figure 1 shows it as used without 
stand. Note the convenience of the toggle switch inserted in the cable. 


The stand used with this lamp is shown in Figure 3. It is supplied with a 
flexible extension arm which may be bent at any angle, retaining whatever 
position it is given for the convenience of various treatments. The base is of 
sufficient weight to keep the complete unit in position no matter at what angle 
the lamp may be set. 

The extension arm is mounted on a sliding vertical rod which extends to 
almost double the length of the supporting tube, giving an overall extension 
of approximately seven feet. This is considerably more than required, but it 
allows ample leeway for ordinary adjustments. 


The lamp hood is of aluminum, highly polished inside and enameled a semi- 
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Fig. 2. Incandescent and Infra-Red 
Units of Model “B’ Thermo- 
spectral Lamp. 


Fig. I. Model “B” Thermospectral Lamp as 
used without Floor Stand. 
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Fis. 3. Floor Stand for Model Fig. 4. Model “B” Thermo- 


“B” Thermospectral spectral Lamp mounted 
Lamp. on Floor Stand. 
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THERMOSPECTRAL LAMPS 





Two lamps may be used for treating large areas or two different parts of the body. 


dull black on the outside. The base and upright column are finished in glossy 
black. The sliding rod and extension arm are nickel-plated. 


At the apex of the extension arm there is a permanent thumb screw which 
attaches to the lamp hood, as shown in Figure 4. The hood may be detached 
in a few seconds. 


Cat. 
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]6197 


]6198 


]6201 


SPECIFICATIONS 


Victor Thermospectral Lamp, Model “B,’ as shown in Fig. 1, 
i. e., less Floor Stand, Infra-Red Unit and Incandescent Bulb. 
Approximate ships weet 21 (bse. cll cele O00 


Floor Stand for above, as illustrated in a3 3. a 


shipping weight, 20 Ibs... pea le IR et Sst tT. Teh ee ey el 88 
Infra-Red Unit, 630 watt, for Model “B” cee Lamp; 

Gy SPC ad 92. WR Sg 5 a RN Re hn RRC E a PE = 7.2) Sane = Af 
cE T ya Sy ead 2) | rr PRON) Sn R75 
Incandescent Bulb, 200 watt, for Model “B” ” Thermospecteal ees 

PEP PEO Sr Ae a OOK. cadre he eee ata ae ee ROA Stee OTT te como Sah 
tet dolwige Neble! B ES 504 |<: tae ae Re Rees ee RE ae de Bae” + Re ecw: 2.00 
Outfit complete, as listed above, for 110 VOIts cece 39.00 
Oueit conmlete; as. Weted: above, for 220 wONs se akg ge 40.75 
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BAKERS 


Mobile Extremity Baker 





Local exposure to heat causes an increased circulation in the part, an actual 
but limited rise in temperature of superficial structures such as the skin, tendons 
and fibrous tissue, relaxation of tissue (especially of the muscles), a hyperemia 
probably due to dilatation of blood vessels, local sweating and in general the 
conditioning of the tissues so that they will benefit more than they otherwise 
would by measures such as massage, passive and active motion. 


“The application of external heat locally to a joint or joints in arthritis is often of the 
highest value. * * * The value of the heat can sometimes be enchanced by incorporating 
with it some other principle, as in the use of a hot saturated solution of magnesium 
sulphate applied to the affected part and kept hot * * * this procedure sometimes 
greatly relieves pain.” 


In regard to organic nervous diseases: 


“Heat is of the greatest value in inflammations of the peripheral nerves and in vascular 
diseases in which the nervous system is implicated. In the various neuritides, such as 
intercostal neuralgia or inflammation of any of the nerves in the limbs, heat, and parttcu- 
larly dry heat, allays the inflammation. In intercostal neuralgia, care must be taken to give 
a sufficient amount of treatment, for the penetration here must be deeper than in the limbs. 
* * * In certain vascular diseases of the limbs, such as erythromelalgia, Raynaud’s dis- 
ease, thrombo-angitis obliterans, thrombophlebitis and endarteritis obliterans, dry heat 
applied to the diseased parts more or less constantly over a period of days may cause an 
alleviation of the symptoms. * * * Even in chronic diseases of the nervous system, such 
as hemiplegia or lateral sclerosis, when the limbs are spastic, heat will decrease the 
spasm and contractures, at least for a time, and will moderate other symptoms.” 
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After the inflammatory reaction resulting from an injury subsides: 


“The succeeding subacute and chronic stages with swelling, sluggishness, anemia and 
lowering of metabolism are to be treated by the application of heat, massage, and 
passive and active motion carried out in a manner to avoid repetition of traumatism 
of the structures already injured. 


“FRACTURES. * * * Fractures into or about the joints, such as Colles’ fracture or Pott’s 
fracture, accompanied by swelling at the site of the fracture and particularly by swelling 
of the hand or foot, are best treated by baking followed by massage. This treatment 
should be begun within a few days after reduction of the fracture. 


“SPRAINS AND DISLOCATIONS. * * * On the whole, fixation by a removable plaster splint 
and daily baking and massage are to be preferred to strapping with adhesive plaster, 
which does not permit of physical therapy. 


“TRAUMATIC SyNovitis. * * * During this stage (the secondary stage of absorption of 
effusion and restoration of function of the joint begins), baking and massage are vitally 
important in aiding these processes. 


“CONTUSIONS AND MUSCLE Sprains. * * * Similar means of treatment are valuable also 
in these conditions to secure absorption of the products of hemorrhage, to eliminate 
swelling and pain, and to secure restoration of function. Collections of blood, if not 
absorbed, may form cysts or may be infected through the blood stream and ‘become 
abscesses. The development of such abscesses after local injury is not uncommon, 
“Bursitis. This condition, often seen about the elbow and shoulder joints, for example, 
and resulting from acute or chronic strain, is susceptible to improvement or cure by 
baking and massage.” 

The above comments are based on, and the quotations made from, an article 
approved by the Council on Physical Therapy of the American Medical Asso- 
cation entitled “The Influence and Therapeutic Use of External Heat’, by 
Pemberton et al, October 8, 1927 issue Journal A. M. A. 


Due to the counterbalancing arrangement the Mobile Extremity Baker may be 
easily adjusted to give the proper height for arm, leg, shoulder, chest, back or 
side treatments or the Baker may be removed from the stand for use on a table 
or bed as is sometimes required in work on fractures and orthopoedic cases. In 
addition to the two end covers an extension cover is provided for treatments 
to the shoulder, chest, back or sides of the body. 


For control, the guarded thermometer in the top is used in conjunction with 
the three point switch. On high heat the unit takes about 750 watts. 


The special heating units produce 
continuous circulation of air with no 
hot spots and with a minimum 
tendency to blister or burn. The 
prespiration is quickly absorbed by 
the circulating air, and heat of com- 
paratively high degree can be ap- 
lied. 

All metal parts inside the Baker 
are thermally insulated with wood 
guards and the construction through- 
out is rugged, yet comparatively 
light in we eieht due -to* the use’ of 
aluminum for many of the parts. 
Cat. No. J6231 Mobile Extremity 


Baker for 110 
Vos Ge OE 


ye Fe LOO OD 
Bakers for other 
Adjustable to various heights, locations, voltages furnished 
positions and temperatures, on order. 
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Portable Extremity Baker 





When used on a table or bed this Baker is very convenient for treating 
extremity conditions as mentioned in the description of the Mobile Extremity 
Baker. 

It is also satisfactory for maintaining boric acid dressings at a uniiorm 
temperature day and night while at the same time greatly retarding evapora- 
tion. For example, the “low” heat will hold the temperature of the dressing 
between 140 and 160 degrees F. and since the air is continually recirculated 
due to the design of the Baker, moisture evaporation from the dressing will 
be greatly reduced. The unit is equipped with fabric cover which incloses 
the ends, thermometer and three heat switch. On “high” heat the Baker takes 
approximately 300 watts. 


Oy ih ey LSE By 6 oe 8 Se Shah way 1 Ss cl 32 829 A oS en $40.00 


Portable Body Baker 


“One of the earliest effects to be noted after systemic exposure to heat is that on the 
circulation. * * * Systemic exposure to heat in any form results, * * * in a loss of 
fluid from the body through the lungs and sweat and, following baths, through the urine 
also. * * * The elimination of these substances (contained in sweat), especially water, 
salt and urea, forms the basis of the use of the sweat process in various forms of 
nephritis accompanied by edema or high blood urea nitrogen. There is a large clinical 
support for belief in the value of this measure in nephritis, in which its influence is 
undoubted as regards salt and water. * * * One of the most fundamental effects of 
exposure to heat appears to depend somewhat on the increased loss of carbon dioxide 
through these three channels (urine, sweat and lungs), * * * the general body metabolism 
is sicreased. * * * 


“Systemic effects find their application for the most part in medical, as contrasted with 
surgical, conditions, and are valuable chiefly in the following disease states or syndromes: 
nephritis, acute or chronic; arthritis and rheumatoid conditions, in which either local 
or systemic heat or both may be used; and neurologic conditions including neurasthenia, 
functional psychic disturbances and the true insanities. * * * 


“NEPHRITIS. There is probably no other condition in which the systemic use of external 
heat may have such specific early consequences as in nephritis. Whatever other patho- 
logic manifestations may accompany nephritis, those which most imperatively demand 
treatment are dependent on the retention of toxic material, presumably of a nitrogenous 
nature, salt or water. * * * 


“ARTHRITIS AND RHEUMATOID CONDITIONS. The field in which the application of external 
heat, both systematically and locally, has its most extensive and varied application is 
probably that of arthritis and rheumatoid conditions. * * * 
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BAKERS 


“In the psychoneuroses the so-called tonic electric bakes, given every day and followed 
by hot and cold contrast showers, afford a great stimulus to the patient.” 

The above comments are based on, and the quotations made trom, an article 
approved by the Council on Physical Therapy of the American Medical Asso- 
ciation entitled “The Influence and Therapeutic Use of External Heat’, by 
Pemberton, et al. October 8, 1927 issue Journal A. M. A. 


The Portable Body Baker is preferred by many over the usual type of bath 
cabinet because it may be used for all cases where this form of treatment is 
indicated, including those where it is desirable to have the patient remain 
in bed. 








Closed view of Portable Body Baker ready 
to be stored or carried. 
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BAKERS 





The extension feature—length may be varied from 32 to 62 inches—makes 
possible the treatment of part or all of the body of children or adults. 


The closely woven fabric cover fits snugly over the entire cabinet to retain 
the heat within the inclosure. The degree of heat can be easily and con- 
veniently controlled by means of a three heat switch locatd on the side of the 
cabinet while the thermometer indicates the temperature within. The heating 
units are remotely located within the frame so that accidental contact with the 
patient is impossible, while the air carries heat from the resistance wire to the 
patient giving a pleasant and effective treatment. 


The maximum power required for “high” heat is approximately 750 watts. 
The dimensions of the cabinet when opened and fully extended are: length, 
62 inches; width, 32 inches; height, 19 inches. 


Cat: No. J6263 4Perienie bouv taker tor 110 As C06 De CO, cic imi bites ae eee 
Bakers for other voltages furnished on order. 


Electric Infant Incubator 














A portable electrically heated incubator with automatic, adjustable temperature 
regulator which can be set to hold the temperature at any point between 80 
and 100 degrees F. An indicator lamp shows whether the current is on or 
off and the thermometer gives an accurate indication of the temperature. 


The heating units are enclosed in the housing and are accessible only to the 
air which continually recirculates in the incubator. The front is equipped 
with a special fabric which is easily removed for washing and sterilization. 
Two sets of cloths are furnished with each incubator. 


The unit may be connected to the usual lighting socket and costs no more 
to operate than a 60-watt lamp. Weighs only 7 pounds. 


Cat... No. J6234 Electric: Infant Ineubator 2.6.2.5... 
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Victor Comfort Heat Pad 


For the Application of Heat Wherever This Form of Thermotherapy 
is Indicated 





This Comfort Pad equipped with a white rubberized jacket is especially desir- 
able for hospital use because it is easy to keep it clean. The waterproof cover- 
ing prevents the pad from absorbing perspiration and other body fluids. This 
jacket is removable. It is held in place by snap fasteners. 


The pad is made of soft flexible material with an eiderdown wool covering. It 
will follow gently every curve of the body. It offers a most convenient means 
of applying heat at the exact spot needed. It will supply its soothing heat 
steadily for hours at a time. 

A wide range of temperatures is available—controlled by a three-heat feed 


through switch. Two safety thermostats limit the temperature. All pads are 
tested for temperature adjustment and to insure against radio interference. 


Cat. No. J6268 Victor Comfort Heat Pad, 12”x15” 3-Point Heat Control, 60 Watt— 
CAMO eka eg gma dot Toe gy’: ts Gi Vol cy mem ele ia Aad aS eee ee $9.25 
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TREATMENT TABLES 





Treatment Tables 


Muscle Training Apparatus 
Hydrotherapy Equipment 


N PERIPHERAL nerve injuries, post operative 
] conditions, fractures, etc., passive-active and 
active movement so conveniently obtained with 
the muscle training apparatus shown in this sec- 
tion are real aids in bringing back and strength- 
ening voluntary movement, improving nutrition 
and restoring the joint in minimum time to full 
usefulness. 


The treatment tables not only add to the apnpear- 
ance of the treatment room but also increase the 
operator’s efficiency and the patient’s comfort. 


There are conditions such as painful stumps and 
scar tissue, partial paralysis and nerve injuries 
which react more favorably to treatment in the 
whirlpool bath than to any other form of therapy 
and the Physical Therapy Department is hardly 
complete without these two very useful equipments 
—the arm and the leg whirlpool baths. 


The muscle training apparatus and whirlpool 
baths required to meet the minimum standard for 
the Physical Therapy Department of a General 
Hospital are shown in this section. The designs 
are based on the recommendations and experi- 
ences of authorities on the subject and meet the 
specifications laid down by the National Council. 


While figures on floor and wall space are given, 
our Hospital Service Bureau will gladly assist in 
making layouts which will insure maximum utili- 
zation of the available space. 
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TREATMENT TABLES 





No. 1 Treatment Table 


This is a substantially constructed table designed to give all the positions 
required for physical therapy treatments. In addition to the positions pictured, 
the table is frequently used for work on the eye or head, in which case the 
patient is placed so that his head rests in the cutaway part of one of the adjust- 
able foot rests. 

The table is upholstered with a washable leatherette cover which is highly 
resistant to wear. 

Overall dimensions: Length, 79”; width, 24”; height, 32”. 

Approximate shipping weight, 225 Ibs. 


Cat. No. JO208* 2 Victor iG, ot Treen se ie eta i aoa ade elntindta ce conn LUOOG 









The two leg rests used together 
serve as a shoulder or back support. 


The leg rest may be positioned 
independently when desired. 


w 4 


An adjustable hinged section greatly 
increases the usefulness of the table. 
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TREATMENT TABLES 








No. 2 Treatment Table 


The adjustable head rest is sufficiently long to serve as a back and shoulder 
rest when treatment is given in the sitting position. The table is generously 
proportioned, being 78” long, 31” high and 24” wide. 


Approximate shipping weight, 220 Ibs. 


Cat. No. J6209 Victor No. 2 Treatment Table with upholstered top —...0000W...$77.00 





Massage and Irradiation Tables 


These are plain treatment tables without adjustable rests. They are 
78” long and 27” wide. They are covered with a heavy grade of washable 
linoleum, similar in appearance to the coverings now being used for office 
desks. 


Approximate shipping weight, 180 Ibs. 


Cat. No. J6211. Victor Massage Table (271,”" Wen)... ecu ee 
Cat. Ne. j6243 -Victof Irradiation Table’ (14” high) 2 ee 
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MUSCLE TRAINING 











Hand and Wrist Table 


This is a substantial table made of hard wood and equipped with two sets of 
individual finger pulleys with weights, and a pendulum wrist exerciser. A 
bracket supports six pulleys above the table—four used for flexion of the 
metacarpophalangeal and interphalangeal joints and two for thumb ad- and 
abduction. Four of the other set of six pulleys with finger grips on the table 
are convenient for extension of the metacarpophalangeal and interphalangeal 
joints. The other two may be used for thumb ad- and abduction. The pen- 
dulum device is arranged with an adjustable weight. Dimensions: 30” high, 
24” wide, 36” long. Approximate shipping weight, 85 Ibs. 


aE Bees Osta Vv ICpoe emit, Ali yy eee Lanier on ee le genre OOD 
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Finger Board 


The wooden base, serving as an arm rest, has points which are used for 
stretching abduction at the metacarpophalangeal joints and for training and 
coordination of the fingers. A stairway of eight steps is mounted on the base 
and is used tor stretching contraction of the fingers while in flexion. The base 
covers an area 25”x514”. Approximate shipping weight, 10 Ibs. 
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Wrist Circumductor 


A metal wheel mounted on 
a wood base (111%4”x22”) with 
rest and straps for wrist and 
forearm. Provision is made for 
varying the distance of the han- 
dle from the center of the 
Wheel. Approximate ship- 
ping weight, 5Q Ibs. 


Cat. No. J6216 Victor Wrist 
Circumduc- 
a aus $25.00 









= Wrist Roll 


seals 





A revolving, wooden roll mounted on a 
wall bracket and arranged to provide exer- 
cise for the wrist. For extension of the wrist, 
the roller is revolved counter-clockwise 
(looking at the right end) using an overhand 

grasp, while for flexion the grasp is reversed, keep- 
ing the same direction of rotation. The three differ- 
ent diameters allow ample flexibility and make the 
device adaptable to various conditions and degrees 
of disability. Wall space required for installation, 
1114”x36”. Approximate shipping weight, 30 Ibs. 


Cat, No. 16218 Victor Wiiethon foo $15.00 


Ankle Exerciser 


Consists of a foot pedal mounted on 
tempered springs having unequal pres- 
sure in order to provide active exercise. 
The thick leather support takes care of 
heel pressure and serves to maintain 
position while the strap holds the foot 
in place. This unit is 18” long by 9” 
wide. Approximate shipping weight, 
10 Ibs. 


Cat. No. J6224 Victor Ankle Exerciser $7.00 
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Shoulder Ladder 


A single wooden bar with thirty-one steps. This is sometimes called a 
creeping board and is used for assistive abduction of the shoulder muscles. 
Length overall is 60”, width, 214”. Approximate shipping 
weight, 25 Ibs. 


Cat: Nov JG219. aoe shoulder Laddetec 2... eee ee 


Pulley Weights 


Used for shoulder, elbow and chest exercises. This unit 
consists of variable counterweights attached through a pulley 
arrangement to a rope equipped with a handle. The weights 
are mounted on guide rods of sheradized steel. Approximate 
shipping weight, boxed, 40 Ibs. 


Cat. No. J6220 Victor Single Pulley OHS: with 10 Ibs. of 
WeIents: 550 2S. ee . ..dT9.00 
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Shoulder Wheel 


This device is intended for the exer- 
cising of shoulder, elbow and wrist 
muscles. It measures 48” in diameter 
and a corresponding amount of wall 
space is required. The handle may be 
adjusted within 10% limits to conform 
with individual requirements. Any de- 
sired degree of friction may be obtained. 
The wall board is 12”x20” long. Ap- 
proximate shipping weight, 75 Ibs. 





Cat. No. J6218 Victor Shoulder 
NIG EE ole ge ee $25.00 





Stall Bar 


A wood frame with rungs of selected, 
polished maple. The second rung from 
the bottom is brought forward for a toe 
erip. The trames or uprights are made 
of hard pine. The design is such that 
additional units may be added in con- 
tinuous order. Dimensions overall, 37 
wide by 8 high. Approximate shipping 
weight, 75 Ibs. 





Cat No... ]6222.° Victor -s'xs" Stall Bar 
Section, disassembled _..$27.00 
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MUSCLE TRAINING 








Sayre Head Sling 


A suspension apparatus consisting of a metal 
brace with leather head and shoulder supports 
which may be used for traction exercise in spinal 
curvatures. The sling, which may be suspended 
from the ceiling, ts equipped with compound pul- 
leys. Approximate shipping weight, 5 Ibs. 





Cat. No. J6221 Sayre Head Sling with compound 
CUE tke POD ioc scempudendinn $14.00 


Foot Inversion Tread 


An inverted trough with rachet for sur- 
face adjustment providing various degrees 
of angulation. The floor space required 
is 70’x12”. Approximate shipping weight, 
75 Ibs. 


Cat. No. J6225 Victor Foot Inversion 
fi ho: 7: Reena te eee aig See $21.00 
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Rowing Machine 


This machine is equipped with friction 
clutch which takes hold instantly and re- 
tains the pressure until the stroke is com- 
pleted. On the return stroke the brake is 
automatically released. The amount of 
resistance may be easily adjusted by 
means of the key furnished with each 
equipment. 


Since a rowing machine brings so many 
muscles of the body into action it is very 
satisfactory for general bodily develop- 
ment as well as for the exercise of partic- 
ular joints and muscles. It is one of the 
most pleasant of the routine exercises and 
it is especially recommended for members 
of the profession who may feel the need of 
a few minutes general exercise at regular 





intervals. Unboxed it is comparatively light and may be used in the home 


as well as in the office. 


Cat No. 162253 Vicor Friction Type Rowing Mackine....c. ieee oo $42.00 





Posture Training Mirror 


This mirror is very useful in teaching ac- 
curacy and also helps the patient to associate 
the feeling of the movement with its appearance. 
Built on the order of a Cheval glass; made of 
beveled plate, highly silvered and polished. The 
mirror measures 4714” long by 15” wide, sup- 
plying ample reflection so that the patient may 
see himself from head to foot. The overall 
dimensions are 70”x25”. Approximate shipping 
weight, 100 Ibs. A three mirror arrangement 
can be furnished on special order. 


Cat. No. J6212 Victor Posture Training 
PPEOT "|. gen. th tee re. hee $34.00 
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Dumb-Bells 


Made of selected hard maple. Shaped with com- 
fortable grip and oblong bells. Weight, 12 0z. each. 
Listed and supplied in pairs. Hangers, 
mounted or unmounted, can be furnished on special 


order. 


Cat. No. J6217 Pair Victor Dumb-bells _..... 
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Whirlpool Arm Bath 


The Victor Whirlpool Arm 
Bath is of generous proportions, 
26” long, 14” wide and 10” 
deep. A substantial, but not ex- 
cessively heavy, four-legged 
nickel plated stand, supports 
the bath so that the distance 
from the floor to the top of the 
tatin IS ow": 

The tank has a beaded top 
and polished exterior and is 
made of that durable corrosion- 
resistant material—monel metal. 
It is equipped with the Hutchins- 
Stanmyre whirlpool spray 
nozzle. 


The drain takes either a 
114” tubing waste or, if hose 
is used, a 1144” hose with pipe 
thread coupling. The connec- 
tion between the inlet fitting on 
the nozzle and the mixing valve 


is made with a suitable length of ordinary garden hose, obtainable locally. 


Approximate shipping weight, 90 Ibs. 


Cat. No. ]6226 Victor Whirlpool Arm Bath with Whirlpool Spray Nozzle...............$125.00 


“Hot whirlpool baths consist of water at a temperature from 100° to 110°, rapidly 
agitated * * *. Such whirlpool baths furnish a combination of heat and gentle massage 
and improve local circulation effectively in conditions of peripheral nerve injuries, in- 
dolent ulcers, adherent scars, osteomyelitis of terminal phalanges, as well as in recent 
fractures immediately after removal of the cast.’—-PHyYsICAL MEASURES IN GENERAL 
Practice. By Dr. Richard Kovacs, in New York State Journal of Medicine, August 1, 


1928. 
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Whirlpool Leg Bath 


The Victor whirlpool leg bath 
is 36” long, 14” wide and 33” 
deep. The bath is made of 
monel metal with beaded top 
and polished exterior. Connec- 
tion between the nozzle inlet 
and a mixing valve is made 
with a suitable length of 34” 
hose. 


A Hutchins-Stanmyre whirlpool 
spray nozzle is furnished with 
every bath to provide adequate 
aeration and circulation. Ally” 
tubing waste or 14%” hose coup- 
ling may be connected to the 
drain fitting, depending upon 
whether permanent piping or 
exible Nose 1s sed) Tor, the 
drain. The overflow fitting and drain valve are integral parts of the bath. 





Dr. Harry E. Stewart in his book “Physical Reconstruction and Orthopedics” 
Says: 


“For sensitive stumps or masses of scar tissue, treatment by whirling water at 95-110 
degrees, mixed or unmixed with air, leads to a very marked reduction of sensitiveness 
and to active hyperemia, and 1s an invaluable means of the preparation of the part 
for massage or exercise.” 


Cat. No. J6236 Victor Whirlpool Leg Bath with Whirlpool Spray Nozzle............... $185.00 


Whirlpool Nozzles 


The Hutchins-Stanmyre Whirlpool 
Spray Nozzle, an exclusive feature of 
Victor Whirlpool Baths, is inherently re- 
liable since it is without moving parts, 
efficient since it obtains thorough aera- 
tion using only the force supplied by 
the stream of water, and convenient be- 
cause it may be easily positioned either 
horizontally or vertically to suit the op- 
erator. 





MIXTURE™ a2 


Cat. No. J6228 Victor Whirlpool 
Spray Nozzle, Hutch- 
ins-Stanmyre Type, 
for Arm Bath. Over- 

AM ete Ti bos cies $18.00 


Cat. No. J6229 For Leg Bath. Over- 
all length, Bet a2 eines $20.00 
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has a temperature scale marked on the valve below the 
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Thermostatic Mixing Valve 





The Victor Thermostatic Mixing Valve serves to automatically maintain the 
proper water temperature. The device may be set for a given temperature and 
the flow of water will be maintained at this temperature so long as the supply 
of hot and cold water to the valve is not interrupted. The valve is equipped 
with a thermometer so that the water temperature may be easily checked. 
Each bath should have an individual thermostatic mixing valve and the unit 
just described makes a practical device for this purpose. 


Cat. No. A3504 Victor Thermostatic Mixing Valve with Thermometer. Capacity 
about 9 gallons per hin. eee ree ok $75.00 


Precision Thermostatic Mixing Valve 


This valve serves the same purpose as the A3504 men- 
tioned above, the difference being that it has a wider 
range of adjustment and is subject to more accurate 
manipulation. As will be seen from the photograph, it 


adjustment handle for temperatures from 80 to 120 de- 
grees F. (For developing tank service the valve can be 
furnished with temperature marking from 40 to 120 
degrees F.) The valve has a capacity of fifteen gallons 
per minute at a line pressure of forty pounds. The unit 
is furnished with combination check valves and strainers, 
'Y,” hot and cold water inlet connections and 34” bottom 
back outlet connection for exposed piping and is in- 
tended for mounting in a vertical position. Hot water 
should be piped to the left hand side and cold water to 
the right. 


It the cold water supply to the mixing valve suddenly 
fails, it will automatically, through its thermostatic action, 
shut off the hot supply from the valve, therefore, it is 
anti-scalding. It is also anti-chilling as the reverse action 
would take place if the hot water supply suddenly failed. 





Cat. No. J6237 Precision Thermostatic Mixing Valve as described occcecc wssee-.5125.00 
(Wall bracket, $10.00 additional.) 
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MAGNETS 








This is a powerful, easily manipulated and controlled magnet widely used in 
the detection and extraction of magnetic particles in and from the human body. 
The following incident will serve to emphasize a use not generally appreciated 
for this magnet. In the case referred to a small piece of a needle was im- 
bedded in the palm of the hand and was not located even after considerable 
time had been expended in exploring through a one inch incision. The patient 
was then taken to a Victor Giant Magnet and with the stitches out, the crank 
and gear arrangement was operated to cause the magnet tip to gradually ap- 
proach the patient’s hand. The piece of needle suddenly appeared on the tip 
while the magnet was still over one-half inch from the injured part. This 
demonstrates the ease of extraction and the fact that additional attractive 
force was available, since this factor increases rapidly with decrease in dis- 
tance between the object and the tip of the magnet. 

The Victor Giant Magnet can also be used for diagnostic work. Magnetic 
particles can be very accurately located by the bulging of the tissues over the 
object or by the sensation of pain experienced by the patient as the magnet 
is slowly moved over the injured area. Just a momentary approach of the 
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MAGNETS 


magnet will often cause enough movement of the foreign object to be visible 
to the operator or to give the patient sensation or pain. 

In the removal of magnetic objects such as iron and steel from the eye, the 
Victor Magnet has proved of great assistance and since it is of importance 
to make the removal as early as possible and before the body becomes en- 
cysted, the Victor Magnet should be a part of the equipment of those institu- 
tions likely to receive such cases. 

Many eyes have been saved through prompt use of the Victor Magnet and 
while few institutions will be called upon to use it frequently, it should be 
remembered that the saving of vision in one or probably both eyes of a single 
patient will more than justify, both from an economical and humanitarian 
standpoint, the investment in a time-tried, case-proven unit such as the Victor 
Giant Magnet. 


References: ForEIGN Boples IN THE Eye, by Dr. J. B. Gray, El Paso, Texas, in January, 
1927, issue Southwestern Medicine. 


LOCALIZATION OF FOREIGN BoDIES IN OR ABOUT THE Eye, by Harlan P. Mills, M. D., 


and W. Warner Watkins, M. D., Phoenix, Ariz. (Radiology, April, 1927, Vol. VIII, No. 4.) 
A reprint of this article will be sent on request. 
Cat. No. ]5361 Victor Giant Eye Magnet on Crane as illustrated on page 90 


(less rheostat) for 110 volt direct current. ww... TiesniGotiac te WO 
Cat. No. J5363 Same as above, wound for 220 volt, direct current.......W............$237.00 
Cat. No. J5365 Foot Rheostat, for any circuit... Were tases font: PU Te ee, eI) $42.00 


Note: Magnets may be used on alternating current, in conjunction with a 
synchronous converter. 


Tips for Victor Giant pananet 


Cat. No. J6142 Cone Shaped Tip for Victor Giant 
I ised eat aeagatge tos enlo aee aeee e $0.95 


Cat. No. J6143 2” Pointed Tip for Victor Giant 
UE s 101 1 AEN S50 Rina SEO Ces eee OR ee ng 





Cat. No. J6144 2” Curved Tip for Victor Giant 
EOE arp in haan LL aE Aa oat ok eke Alene eaten 95 





Flexible Tip for Giant Magnet 

This flexible tip (composed of tightly 
woven steel wires) may be moved 
freely through its holder until the oper- 
ator can handle the small chuck with 
perfect freedom. 


Some of the “pull” of the magnet is, 
of course, sacrificed, but even with the 
flexible tip extended to its farthest point 
the strength is far greater than with 
any of the small hand magnets. 
In extracting magnetic particles that 
have actually penetrated the vitreous 
3 " body, the full strength of the Giant 
Magnet ts required to attract and draw the metal particle forward. The flexible 
tip may be brought into play for the manipulation usually necessary before 
the particle can be withdrawn with safety. 


The points supplied with this attachment are 1,” long, 3%" diameter. 


Cat. No. J5388 Flexible Tip Attachment, with a aaa plated points...................$24.00 
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Operating Victor Giant Magnet 
on Alternating Current 


The Victor Synchronous Converter is small, compact and sturdy in construc- 


tion and built to work with any 
Victor Giant Electromagnet of the 
same voltage. 


It can be installed in an out-of-the- 
way place and is always ready for 
use by simply closing a switch. Re- 
quires no more attention than any 
small motor. 


Running in 110 volts alternating cur- 
rent, the Victor Synchronous Con- 
verter will deliver about 120 volts 
direct current, insuring ample energy 
for operation of magnets at full 
strength. 


Cat. No. J6010 Victor eRe Converter, for peas in MO volts; By €. 


60 cycles .. 





ap 155.00 


Vibratory oe Apparatus 


given 


along 


found 


Pialy 


“(2) 
“(3) 


“(4) 





“(8) 
“(9) 





“(10) 


“The principal uses of the Vibrator are for local 
stimulation, inhibition or sedation, massage and 
diagnosis. 
_ stroke and light pressure, the impulse being of a 
short duration, five to ten seconds; whereas for 
inhibition or sedative treatment the ‘application is 


Stimulation is produced by a medium 


with a heavier pressure and is prolonged 


from fiffeen to twenty seconds even up fo sev- 
eral minutes in certain conditions. 
examination with the Vibrator better enables the 
physician to locate sensitive areas, 


For diagnosis, 


particularly 
the spine, and the various organs of the 


body, than by manual palpation, and suggests to 
the examiner conditions which might otherwise 
escape attention. 


“Treatment by mechanical vibration has been 


by clinical experience to be capable of: 
Increasing the volume of the blood and 
lymph flow to a given area or organ. 
Increasing nutrition. 

Improving the respiratory process and func- 
tions. 

Improving muscular and general metabolism, 


and increasing the production of animal 
heat. 


Stimulating the excretory organs and as- 
sisting the functions of elimination. 
Stimulating secretion. 
Softening and relieving 
tractures. 

Relieving engorgement and congestion. 
Facilitating the removal through the natural 
channels of the lymphatics, of tumors, 
exudates and other products of inflammation. 


Inhibiting and relieving pain.” 
William |]. Tindall, M. D. 


muscular con- 
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VIBRATORY MASSAGE 








Motor In the Victor vibrator the power is supplied by an extremely high 
speed electric motor which operates suitable mechanism for convert- 

ing this power into vibratory waves. 

The motor, whether direct or alternating, is capable of operating at high 

speed, and provided with speed controller by means of which the rate of 

vibrations can be regulated. 


Massage The Victor massage handle has unquestionably the widest appli- 

Handle cation of any massage implement on the market and fully meets 
every requirement in medical practice, due to the fact that the 

power of impact, as well as the frequency of vibrations, is under perfect 

control. 

From it can be obtained the percussion or hammer blow, the frictional or 

rubbing movement, and the true vibratory wave. 

A means of adjustment is provided enabling the physician to obtain exactly the 

degree of vibration desired. 

The applicators for localizing treatment can be attached to the handle so that 

they project either in a straight line with the handle or at right angles. 

In abdominal and general massage the handle may be used as shown in cut 

without any attachments. 


Pedestal This pedestal is of metal throughout, finished in black enamel. It is 
equipped with a swivel top, with rubber covered fork for holding 

the massage handle. 

Casters are the easy rolling, swivel type, making for greatest convenience 

in moving. 


Lubrication is an important factor in keeping high speed mechanism of this 

character in smooth working order, a point that has been well 
looked after in the “Victor.” What is perhaps of fully as much importance 
is that we have effectually confined the lubricating oil to the places requiring 
it, and as it is impossible for any of it to escape while the vibrator is in action, 
perfect cleanliness is insured. 


Summarizing The Victor Massage Outfit represents the highest perfec- 
tion yet attained in apparatus of this type, and is the logical 
one for the physician—that he may realize the maximum results in every 
technique applying to vibratory massage. 
Cat. No. J5252 Victor Massage Outfit, without pedestal, arranged for 110 volt 
direct current. Incl. No. 1. Handle and 6 Applicators._...........$175.00 


Cat. No. J5253. Same as above, arranged for 220 volt direct current... 179.00 
Cat. No. J5254 Same as above, arranged for 110 volt, 60 cycle, alternating 


current.< Incl. No,«l Handle -and-6 Apiicators oc lon, 178.00 
Cat. No. J5255 Same as above, arranged for 220 volt, 60 cycle, alternating 

cunente “ner No. 4-Handle and 6G Applicators 2.60. 182.00 
Cat. No. J5867 Same as above, arranged for 110 volt, 25 cycle, alternating 

Ope |G Bos Th ae 6, Sm AS 6 as (aaa ws pes DRsime Fb C6 Bate ies a 918) :kocy up ¢-. ame ee a 188.00 
Cat. No. J5868 Same as above, arranged for 220 volt, 25 cycle, alternating 

current. Incl. No. 1 Handle and 6 Applicators... 192.00 
Cat. No, -[ozss — Victor NG. 2-Pedestal for any of- above outfits... ion. 35.00 
Cat. No. J5259 Victor No. 1 Massage Handle, with 6 applicators. uuu... 70.00 


(See illustrated list of massage applicators on next page) 
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Victor No. I Massage Handle 
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VIBRATORY MASSAGE 





Victor Massage Applicators 


Cat. No. J5264 Soft Rubber Cone, extra large for abdominal and general applica- 
2 


FU a ag aan de net oe PR, EO a fol ks bed 
Cat. No. J5265 Soft Rubber Cone, with serrated or bean Die edge (D-4).... . 1.00 
Cat. No. J5870 Soft Rubber Cone, facial application, especially around nose and 

CRE 8 My Re ae eel cae af a Aine cn See Dae Oy Ed ONES AE Ne 1.50 
Cat. No. 5268 7simisht Rectal Applicator, intemal (Z)c.scic ese 1.00 
Cat. No. J5271 ae Rubber Applicator, medium size, for muscular vibration naa 
Cat. No. J5274 ae Corrrugated Hard Rubber Disc CS ET EOS MRO R Rare 1.00 
Cat. No. 5283 “apr Reeber tarush. C07 )er oes Nae ee et Oe apr e> 


Freer-Jackson Transilluminator 


The source of light is a long, high 
candle power lamp, calculated to 
deliver a much greater volume of 
light than usually provided by 
miniature lamps. This is an ad- 
vantage in examinations of the 
antrum and frontal sinus. 





A clear glass shield permits of the 
transilluminator being placed for i 
a few moments in direct contact with the mucous surface, without danger of 
burning. 

In order to adapt it for transocular illumination, an opaque glass shield is 
supplied. 

OT MUM ii pee PEM Gay fencer. Seoto) | ital Rig Vela Ny eigenen heet SE! a $6.50 
Cat. No. J5888 With tungsten lamp instead of carbon, 110 volt... olckuitdiees tin Oe 
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CAUTERIES 





The Post Cautery 


(For General Duty) 


Post Cautery Outfit with Variety of Instruments 


The energy control consists of a shielded resistor plug. Any of the instru- 
ments may be applied to this, so that in the event that the purchaser requires 
more than one instrument, all are readily interchangeable. The method of 
operation merely requires the insertion of the plug into an electric socket and 
applying the current. The heat is obtained by a slight pressure of the handle 
switch. Total length of cord wire is ten feet. 


The standard Post Cautery operates on 110 volts, alternating or direct current. 
The same may be had for 220 or 32 volts upon request, no additional charge. 





Illustrating Curved Knife Instrument No. ¢ 


Note Convenient Sliding Sleeve Switch Easily Adjusted with Finger from Any Position 
of the Hand 


The cautery point or knife is free from oxidation. The rugged heating element 
encased therein is fully insulated, as are also the connecting wires passing 
from the point through the handle. Current contact or shock to operator or 
patient is avoided. ‘Allowing the cautery point or knife to reach maximum 
heat, a temperature of about 1400 deg. F. (cherry red) is arrived at, and the 
heat reserve of the element is amply sufficient to warrant a constant thermal 
flow that does not become cold when applied to tissue and may be retained 
for an hour continuously if necessary. 


Each electrode is a complete unit with Bakelite insulated handle. Fitted on 
the handle is a sliding sleeve, positive contact switch, allowing the application 
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CAUTERIES 


of heat to the cautery knife by a slight pressure of finger, regardless of posi- 
tion of the hand. Current is released in the same manner, the handle being 
cool at all times, the switch left in fixed position if desired. There are sev- 
eral types of instruments to choose from, each one containing a permanent 
cautery knife or point of solid silver. 


The outfit includes a leatherette case of sturdy construction, small enough for 
the handbag. Average weight about 2 lbs. 


Major Duty 
Instrument No.6 





For cancer, heavy hemmorhoidal and abdominal work with the Post Cautery. 
Triple heat capacity and reserve. 


Minor Duty Designed and constructed to meet the specific demand 


Instrument No.7 for efficient cauterization in nose and throat work and 


general light duty requiring deep pene- 
tration without searing of surrounding 
tissue, 

Units A-B-C-D-E may be sterilized 
and are interchangeable on instrument 
No. 7. Easily adjusted to any fixed 
angle desired. Tip of Unit B is flexible. 











No. 1 





Vat .No.. [6130 .Pest, Gamtery. Unit. svithout. Elecirodes. 25 8 sae oe tae $17.50 
Cat. No. J6133 Spear Knife Electrode No. 1, for Post Cautery... 12.50 
Cat. No. J6134 Biint Point Slettrode No. 2 for Post, Cauteryn 2. P50 
Gat. NO. Jolo5 < Needi& Pont Electrode No, .3.ster Post Samiery. a clea | he U 
Cat. No. J6136 Curved Knife Electrode No. 4, for Post Cautery.0uw 12.50 
Cate No. Jo137 “Flexible Point Electrode No. 5, for Post Cautery. 2 co ieee 15.00 
Cat. No. J6175 Major Duty Instrument No. ee RIED aad ot 17.50 
Cat. No. J6176 Nose and Throat Handle No. 7 (Minor Duty)... a eA. TERE 11.00 
Cat Meso 7-_instrumentAr( Spear “lin), for No.7 Handle ox gsi ek ccm cnn +900 
Cat. No, ferro - Instrument 6 (Blunt Tip). for. Noe. -% Hamdle. wet» 9,00 
Cat. No. ore} histrument ¢ (Carved. Tap} ‘for No. 7 tlandie.... | 8.00 
Cat. No. J6199 Instrument D Ophthalmology (Flat) for No. 7 Handle... 9.00 
Cat. No. J6200 Instrument E Ophthalmology (Needle) for No. 7 Handle... 9,00 
[96 } 
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CAUTERIES 


Cautery Transformer 
(For A. C. Only) 
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Furnishes current for any ordinary cautery and illuminating all kinds of 
diagnostic lamps taking from 114 to 12 volts. A slightly more expensive unit 
can be furnished for operating the heavy hemorrhoidal knives. 

The price includes cord and plug to attach to ordinary lamp socket. 


Size: 714x314x23e”; weight, 4 Ibs. 
Unless otherwise specified, unit for 110 volts, 60 cycle, will be supplied. 


(Cai INGe FOZ A AUST Oe ol ETT RITE ess ee ee ie emer OU MOU 


Cautery Handles 





Cat. No. J5431 Victor No. 2 Cautery Handle. A very serviceable handle, made 
of hard rubber with nickel plated, substantial set-screw terminals....59.00 






Cautery Cords 


May be used with any of our handles. 
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All Victor cautery electrodes are made of iridio-platinum. 


CAUTERIES 


Victor Iridio-Platinum Cautery Electrodes 


This material 


proved most efficient and most durable in years of actual practice. 





has 


Imitations made of various steel alloys are offered by many dealers at prices 


sometimes lower than our own. 


We believe that the surgeon who buys cautery 


electrodes trom us is entitled to the protection of the ‘‘Victor’ label, which 
guarantees the electrodes to be of iridio-platinum. 


te at: 
Cat. 
Cat. 
Cat. 
Cat. 
Cat. 
Cat. 
Cat. 
Cat. 
Cat. 
Cat. 
Cat. 
Cat. 
Cat. 
Cat. 





45441 
. 15442 
0. 15443 
. 15448 
45452 
. 15454 
. 15456 
45461 
. 15462 
. 15466 
_ 15467 
o. 15470 
. 5471 
15474 
. 15476 


No. 


No. 
No. 
No. 
No. 


No. 
No. 
No. 
No. 
No. 
No. 
No. 


10. 
14. 
16. 
sue. 
23. 
24. 
28. 
ao. 
32. 
33. 
36. 
. 38. 


Victor 
Victor 
Victor 
Victor 
Victor 
Victor 
Victor 
Victor 
Victor 
Victor 
Victor 
Victor 
Victor 
Victor 
Victor 


Cautery 
Cautery 
Cautery 
Cautery 
Cautery 
Cautery 
Cautery 
Cautery 
Cautery 
Cautery 
Cautery 
Cautery 
Cautery 
Cautery 
Cautery 
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Built to Serve 


Physicians in Private Practice 
Bacteriologists 
Hospital Laboratories 


Industrial Laboratories 


Each Unit backed by 
a reputation of twenty 
years’ faithful perfor- 
mance and serviced 
by a world-wide 


7 t organization 
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Victor No. 2 Centrifuge Equipment 
For 110 volts, 60 cycle, A. C. or D. C. Add $3.00 for 220 volt units. The 
following combination prices include a No. 2 Centrifuge with equipment 
described. See listing of Heads for rotating diameter at tip. 
COMBINATION “A” COMBINATION “D” 
9 Tost, 15-Cise Bese avi 2 Like “‘C”, except with dome. 
graduated glass tubes, 2 aluminum 3900 -R. Po MD C: 
tubes and trunnion rings—less dome. 2500 R. P. M.—A. C. 
2200 R. P. MD. C. Price, Complete, $101.85 
1800 R. P. M—A. C. ye he se a 
Price, Complete, $84.05 COMBINATION “E 
2 oP Uees, O0--G. nee imap: with --2 
= he bronze tubes and trunnion rings— 
COMBINATION “B fan aletie: - 
Like “A”, except with dome. 1800 R. P. M—D. Cc. . 
S50) Je ey pe Co 1100 R. P. M.—A. C. ee 


2800 R. P. M—A. C. 
Price, Complete, $96.05 


COMBINATION “C” 


As eee 1 Ge oe. Fae nti 4 
eraduated glass tubes, 4 aluminum 
tubes and trunnion rings—less dome. 


2200 R. P. M—D, C. 
1660 R. P. M.—A. C. 
Price, Complete, $89.85 


Cannot be used with dome 
Price, Complete, $89.65 


COMBINATION “F” 


2--Tube, -50° Ce C. Hea “with 2 
trunnion rings and cup for Babcock 


milk tubes—less dome. 
1800 R. P. M-—D. C. 
Lt00. Re oP. fA C. 

Cannot be used with dome 
Price, Complete, $89.75 
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Victor No. 2 Centrifuge 


For the average laboratory this unit will be found both efficient and sufficient. 
Common urine analysis, miscellaneous chemical analyses and even Wassermann 
preparations may be handled with the No. 2 Centrifuge. 


It is of rugged construction and will operate a 2 or 4 tube, 15 c. c. head or a 
2 tube, 50 c. c. head. For larger capacities the No. 5 Centrifuge is recom- 
mended. 

A controlling rheostat for changing the speed of the Centrifuge is readily 
accessible since it is mounted in the base. 

DIMENSIONS: Weight, 221% pounds; height over all, 15 inches; diameter 
over all, 10 inches; height over all, with dome in place, 20 inches; diameter 
over all, with dome in position, 1514 inches. 

For lists of essential accessories, such as metal tubes, glassware, etc., to make 
up a working outfit, see below, also pages 100, 106 and 107. 


Cat. No. J5565 Victor No. 2 Centrifuge, arranged for either 110 volt direct or 
60 cycle alternating currents, complete with three point controlling 
rheostat and attachment cord and plug, but not including revolv- 


ing head, metal tubes, glassware or protective dome...W...$75.00 
Cat. No. J5566 Victor No. 2 Centrifuge, arranged for either 220 volt direct or 60 
cycle alternating currents, complete as listed above... 78.00 


Cat. No. J5567 Protective Dome (detachable) for Victor No. 2 Centrifuge, extra... 12.00 





J5592 


I5587 , » * 


Cat. No. J5587 2-Tube, 15 c.c. Head for No. 2 Centrifuge, including J5580 trunnion 
rings only .. edie ApennD heed 

2 Tube; 15'c..c..Head shown with ]5580 trunnion 1 rings s (permanently attached) 

AT TO mS Ri OMe, Ol Are tubes, J5577. Rotating diameter at tip of tube, 331% c. m. 


Cat. No. J5592 4-Tube, 15 c. c. Head for No. 2 Centrifuge, including J5580 

attached trunnion Re Oe ho ke le ee eee ee $11.25 
4 Tube, 15 c. c. Head shown with J5580 trunnion rings (permanently cpa 
and 15 c. c. aluminum tubes, J5577. Rotating diameter at tip of tube, 331% c 


Cat. No. ]5590 2-Tube, 50 c. c. Head for No. 2 Centrifuge, without trunnion rings 

Or wietal. TbOs wl it cos $10.25 
2 Tube, 50 c. c. Head shown with J5579 trunnion rings and 50 c. c. bronze 
tubes, 15574. The Babcock trunnion cups are interchangeable with these 
trunnion rings. When “50 to 15” reducing bushings are used with the 50 c. c. 
bronze tubes the range of service is further increased. Rotating diameter at 
tip of tube 50.¢: c. tube, 41 c. m.; trunnion cup, 39 c. m. 


ie 


NOTE—Head ]5590 cannot be used with Protective Dome [5567 
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Victor No. 5 Centrifuge Equipment 
Heavy Duty Types 











For 110 volts, 60 cycle, A. C. or D. C. Add $3.00 for 220 volt units. The 
following combination prices include a No. 5 Centrifuge with equipment as 
described. All No. 5 units are equipped with dome. See listing of heads for 


rotating diameter at tip of tube. 


COMBINATION “AA” 


2 Tose, Pee ikea eZ 
graduated glass tubes, 2 bronze 
tubes and trunnion rings. 


4300 R. P. M.—D. C. 
4100 R. P. M—A. C. 
Price, Complete, $190.25 


COMBINATION “BB” 
Similar to ““AA’’, except 4 tube setup. 


4000 R. P. M.—D. C. 
3700 R. P. M.—A. C. 
Price, Complete, $199.75 


COMBINATION “CC” 


Similar to “AA’’, except 8 tube setup. 
3600 R. P. M.—D. C. 
3400 R. P. M.—A. C. 
Price, Complete, $209.50 


COMBINATION “DD” 


2 TUBB D0 4 SEAS WH 2 
bronze tubes and trunnion rings. 


3600 R. P. M.—D. C. 
3400 R. P. M—A., C. 
Price, Complete, $194.65 


COMBINATION “EE” 
Similar to ““DD’’, except 4 tube setup. 


3600 R. P. M.—D. C. 
3400 R. P. M.—A. C. 
Price, Complete, $200.80 





COMBINATION “FF” 
Similar to “DD”, except 8 tube setup. 
3400 R. P. M.—D. C. 


3100 R. P. M—A. C. 
Price, Complete, $213.60 
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COMBINATION “GG” COMBINATION “KK” 


For Babcock Test Bottles eer “Tp ant 8 tube combi- 
2 TusBe, 50 C. C. Tuse Heap with Sa eee, ee 


trunnion cups and rings for Babcock 


ae: 3300 R. P. M—A. C. 
za 5 S rae _ Price, Complete, $211.80 
Price, Complete, $194.75 
COMBINATION “HH” COMBINATION “LL” 
Similar to “GG”, except 4 tube setup. Part of Head with Babcock Cups 


2000 R. P. M.—D. C. 
2000 R. P. M.—A. C. 
Price, Complete, $201.00 


4 TuBe CoMBINATION HEap, 2 15 ¢. ¢. 
bronze tubes and Pruninion rings, 2 
15 c. c. graduated glass tubes atid 2 





COMBINATION “IT” Babcock trunnion cups and rings for 
For Babcock Test Bottles Babcock bottles. 
Similar to “GG”’, except 8 tube setup. 9000. Ri Po-M_D. C. 
2000 R. P.. MDC. 2000 R. P. M.—A. C. 
2000 R. P. M. Price, Complete, $198.50 
Price, Complete, $214.00 
COMBINATION “JJ” COMBINATION “MM” 
4 Tuse CoMBINATION Heap, 2 15 c. ¢. 
and 2 50 c. c. bronze tubes and Part of Head with Babcock Cups 
trunnion rings, 2 15 c. c. graduated Similar to “JJ”, except 8 tube combi- 
glass tubes. nation setup. 
STO Ro shia. Ce 2000 R. P. M—D. C. 
3000 Ky Pia —A, ee. 2000 R. P. M.—A. C. 
Price, Complete, $198.40 Price, Complete, $212.00 


Victor No. 5 Centrifuge 


This unit should be selected by laboratories handling very finely divided 

material and for institutions where speed is important. “The Centrifugal force 

made available to the laboratory worker through the development. of this 

machine gives him a means for speeding up his work and making separations 

that otherwise would be impossible. 

The heavy construction gives a powerful machine that will function perfectly 

under the most severe loads ordinarily encountered. 

The protective dome is an integral part of the Centrifuge and the motor is 

entirely shut off from the Centrifuge chamber, thereby minimizing danger of 

possible combustion if highly inflammable solutions are used. 

Large and accessible oil wells are provided and all heads are individually 

balanced which means quiet and consistent service for many years. 

The “No. 5” is equipped with speed control so that the unit can be operated 

at any of the speeds ordinarily used. 

DIMENSIONS: een over all, with cover closed, 18'%4 inches; height over all, 

with cover open, 291% inches; diameter over all, 18, inches; weight, 105 

pounds, 

For lists of essential accessories, such as metal tubes, glassware, etc., to make 

up a working outfit, see pages 102 to 107, inclusive. 

Cat. No. J5570 Victor No. 5 Centrifuge, arranged for either 110 volt direct or 
alternating currents, ec juipped with five point speed control and 
attachment cord and ee but not including revolving head, 


trunnion rings, metal tubes or glassware... oa ne ee $180. 00 
Cat. No. J5571 Victor No. 5 Centrifuge, arranged for either 220 ‘volt direct or 
alternating currents, otherwise as listed above... . 183.00 
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Cat. No. J5589 2-Tube, 15 c. c. Head for Victor No. 5 Centrifuge, including per- 
manently attached trunnion rings only... - er sate FO 

2 Tube, 15 c. c. Head shown with J5578 trunnion rings s (permanently attached) 

and 15 c. c. bronze tubes, J5573. Rotating diameter at: tip On Tube, 39°C. mM. 


Cat. No. J5594 4-Tube, 15 c. c. Head for Victor No. 5 Centrifuge, including per- 
MIAO y.am CACHE < TPUIEIGI LINES ONIN, ks coccticaethestesecterelinigd pegetmnta epee $14.75 

4 Tube, 15 c. c. Head shown with J5578 trunnion rings (permanently attached) 

and 15 c. c. bronze tubes, J5573. Rotating diameter at tip of tube, 39 c. m. 


Cat. No. J5598 8-Tube, 15 c. c. Head for Victor No. 5 Centrifuge, including per- 
manently attached wriinnton <1iees Oye ee ok cc loeigl $19.50 

8 Tube, 15 c. c. Head shown with J5578 trunnion rings (permanently attached) 

and 15 c. c. bronze tubes, J5573. Rotating diameter at tip of tube, 39 c. m. 


Cat. No. J5501~ 2-Tube, 50:c.-c.. Head only; for Victor No; S-Centiiitige... ws. $10.25 > 
2 Tube, 50 c. c. Head shown with J5579 trunnion rings and 50 c. c. bronze w 
tubes, J5574. The Babcock trunnion cups are interchangeable with these 

trunnion rings. Rotating diameter at tip of tube: 50 c. c. tube, 41 c. m.: 

trunnion cup, 39 c. m. 


Cat. No. J5596 4-Tube, 50 c. c. Head only, for Victor No. 5 Centrifuge... $12.00 
4 Tube, 50 c. c. Head shown with two J5579 trunnion rings and two 50 c. c. 
bronze tubes, J5574; also two Babcock trunnion cups, J5575. Thus it will be 
seen that this head can be used as a combination, if desired. Furthermore, if 
the “50 to 15” reducing bushings (J5584) are used with the 50 c. c. bronze 
tubes a still wider range is effected, in that the 15 c. c. glass tubes can then be 
used in the 50 c. c. bronze tubes. Same diameters as for J5591 head. 
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Cat. No. J5599 8-Tube, 50 c. c. Head only, for Victor No. 5 Centrifuge.....$16.00 
8 Tube, 50 c. c. Head shown with eight Babcock trunnion cups, ] 5575. The 
same combinations suggest themselves with this head, as mentioned in con- 
nection with the 4-Tube, 50 c. c. Head just described, bearing in mind that in 
each instance the carrying capacity is doubled. The same figures on spread 
apply. Same diameters as for J5591 head. 


Cat. No. J5601 4-Tube Combination, 15 c. c. and 50 c. c. Head for Victor No. 5 

Centrifuge, including only two 15 c. c. trunnion rings (permanently 

Sh Mii Jo Eg le Sees el etna mn Sek Steg, <a ar a a eee beet onto ee aa $11.50 
4 Tube Combination, 15 c. c. and 50 c. c. Head shown with two J5578 trunnion 
rings (permanently attached) and two 15 c. c. bronze tubes, J5573; also two 
J9579 trunnion rings and two 50 c. c. bronze tubes, J5574. Babcock trunnion 
cups can be used in place of the two 50 c. c. bronze tubes, if desired. Again, 
if it is desired to centrifugate with four 15 c. c. glass tubes, two “50 to 15” 
reducing bushings can be inserted in the two 50 c. c. bronze tubes in order to 
accommodate the glass tubes of 15 c. c. capacity. Rotating diameter at tip of 
tiibe:50-cr ctube, 41.0, mjctrunnion cup, 39°¢: mi; 1 beac ater ao 7c. ae 


Cat. No. J5602 8-Tube Combination, 15 c. c. and 50 c. c. Head for Victor No. 5 
Centrifuge, including only four 15 c. c. trunnion rings (permanently 
: attached)... SB sess We ett te a ae Sea a we aa Ne. Aelele earrg aes al a $18.00 
8 Tube Combination, 15 c. c. and 50 c. c. Head shown with four permanently 
attached 15 c. c. trunnion rings, J5578 and four 15 c. c. bronze tubes, J5973, 
also four J5579 trunnion rings and four 50 c. c. bronze tubes, J5574. Addi- 
tional combinations suggest themselves with this head as mentioned with the 
above 4-Tube Combination Head. Same diameters as for [5601 head. 
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Pertinent Accessories for Revolving Heads 





Diagram A—Shows 15 c. c. Aluminum Tube, J5577, with 15 c. c. plain glass 
tube, J5610, partially inserted. This aluminum tube will accommodate all 15 
c. c. glassware excepting Hopkins Vaccine Tube and the round bottom tube, 
J5607. The aluminum tube is for use with No. 2 Centrifuge only. 


Diagram B—Shows 15 c. c. Bronze Tube, J5573, with 15 c. c. plain round bot- 
tom glass tube, J5607, and rubber cushion, J5582, which is included in the 
price “of the bronze tube. This bronze tube will accommodate all 15 c. c. 
glassware. 


Diagram C—Shows 50 c. c. Bronze Tube, J5574, and trunnion ring, J5579, 
with 50 c. ¢. plain glass tube and rubber cushion, J5585, which is included 
in the price of the bronze tube. 


Diagram D—Shows how the “50 to 15” Reducing Bushing, J5584, is adapted 
to the 50 c. c. bronze tube in order that the latter may be used also for 15 c. c. 
glassware. 

Diagram E—Shows the Babcock Trunnion Cup, J5575, Rubber Cushion, 
J5586 (included in price of trunnion cup) and 30% Babcock Cream Test 
Bottle. 


Figs. F. G. H.—Show the 50 c. c. Trunnion Ring, J5579, Babcock Trunnion 
Cup, J5575, and Rubber Cushion, J5585, respectively. 


Cat. No. J5577 15 c. c. Aluminum Tube, for use only on No. 2 Dia pile Sp omcgreenor 332? 
Cat. No. J5573 15 c. e.-Bronze Tube and J5582 Cushion... Teh Uwe icine higer 
Cate No. 5574. 80 ce Cone De HC PSS CSN ae chen cinemeningnetee WO) 
Cat. No. J5575 Babcock Trunnion Cup and J5586 Cushion... eel Bits eden PRO SN eet SOME 2.25 
Cat. No. J5584 “50 to 15” Reducing Bushing... Poa AS dees Panel Shas Jah ES 
Cat. No. J5579 Trunnion Ring for 50 c. c. Bronze Tubes... Ae: Se nats Foie) 
Cat. No. J5578* Trunnion Ring for 15 c. c. Metal Tubes on ‘Heads for ‘No. 5 Cen- 

BRIE EO OY. cate eitetenteer tan. Sl 
Cat. No. J5580* Trunnion Ring ‘for ey Cae - Metal Tubes ¢ on . Heads for No. 2 Cen- 

Cg UNeeCtcgi HL |, SURGE SR AIMO a MeaperceMNeh tone MA-o8 ES "NY Inia oe "Veta etal «Ad imei SCO See ened 00 
Cat. No. J5582 Extra Rubber Cushions for No. J5573—Bronze Tube, 15 c. cw. LO 
Cat. No. J5585 Extra Rubber Cushions for No. J5574—Bronze Tube, 50 c. cu... 1.90 
Cat. No. J5586 Extra Rubber Cushions for Babcock Trunnion Cup. 1.90 


*The 15 c. c. trunnion rings are always included in the price of “15 c. c.” and “combina- 
fion”’ heads, and are listed separately only for convenience tn ordering extra parts. 
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Centrifuge Glassware 





J5607 J5610 J5613 
IS c.c. Plain 15 c.c. Plain li c.c. Graduated 
Round Bottom. Conical. Conical. 
No. 5607 “Piain tilase Tube, 15.c. ¢. towid “bottommeach) 5 ha en $0.10 
No. J5608 Plain Glass Tube, 15 c. c. round bottom, dozen lots 2.000. 1.20 
No. J5609 Plain Glass Tube, 15 c. c. round bottom, 4 gross lots... 4.50 
No. J5610 Plain Glass Tube, 15 c. c. conical bottom, used only with J5577 
PAGHATID: TBE CAO tek eRe ct eee eee 2 me ee 
No. J5611 Plain Glass Tube, 15 c. c. conical bottom, used only with J5577 
Aine: FOB. GOceR lOtey, ck ee so hoa eee ie ea ES 20s 
No. J5612 Plain Glass Tube, 15 c. c. conical bottom, used only with J5577 
POU AE. 45 VOTOSS ANTS ia So las Bohl Maa oncatieoama ee: 9.90 
No. J5613 Graduated Glass Tube, 15 c. c. with conical bottom, each www... 55 
No. J5614 Graduated Glass Tube, 15 c. c. with conical bottom, % dozen lots... 2.65 
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Claritor 


The CLARITOR absorbs 
all offensive odors as 
quickly as they arise, right 
at the source. It is really 
indispensable in the handl- 
ing of saci Gases-as 
gangrene, cancer, burns, 
colostomy, urological dis- 
eases, etc., and also in con- 
nection with the bed pan and 
also in colon lavage cases. 


The CLARITOR its used in 
hospital wards, private 
rooms, or home of patient 
afflicted with diseases that | 
produce offensive odors. eae . 





The CLARITOR is easy to use. It is simply hooked on to the frame of the 
bed—the rubber tube is placed under the bed clothes and the electric cord 
attached to any convenient outlet. Instantly a stream of odor-laden air is 
gently drawn into the tube by an electric motor fan and passed through a 
Fr charcoal filter, which clarifies it and releases 
clean, odorless air into the room. 

The CLARITOR is a portable, light weight, 
self-contained unit. It is built for years of 
uninterrupted service. There is nothing to 
adjust or replace. It can be used for 24 
hours a day at one bedside or moved from 
room to room as required. 








Claritors are supplied at the regular 
price for 110 volt A. C., 60 cycle and 110 
volt J); CC. - Prices on- other voltages, -ctc., 
quoted on request. 





Size—height, 12”; diameter, 514”; weight, 
12 Ibs. Shipping weight, 21 Ibs. 
Cat. No. J6262 Claritor, for 110 volts, 50 _ 
Or a Olean. te one ore $35.00 
Cat. No. J6265 Claritor, for 110 volts 
De © 35.00 
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Victor-Agfa Color Photography 





With Victor-Agfa color plates one can make photographs in natural colors by a process 
quite as simple as that of amateur photography. Any one of these polychromatic plates 
will reproduce every color in the subject with perfect accuracy. 


The Ansco camera—recommended for this work, is the usual 5x7 rear vision type equipped 
with a F-4.5 lens. The same as used for making ordinary black and white negatives. 


Photographic reductions of radiographs are made with this camera for the purpose of 
copying negatives either to reduce the forma or to transfer from nitrate film to acetate. 


Complete list of equipment and accessories for Natural Color Photography: 


Cat. No. A3948 1 Victor-Ansco Camera, including F-4.5 Wollensak ee) 
tC Tripod and Plate Holder... Wicaics hes hoe $148.50 
Cat. No. A3210 Developing Tray, 5”’x7” (2° required)... ea. 1.10 
Cat. No. A3949 1 Luminum Dark Room and Viewing Light with filter for 
color plate work)............. eae ete Se mew at eT 8 ay SE 
Cat. No. A3950 1 Ansco Timer (fract. “sec.)... om Rin ee 
. Cat. No. A3951 Victor-Agta Color Plates, 3Y4"x4" (box. of Ae a ae 
Cat. No. A3952 Victor- Acta Developing Set (chemicals for color plates)... oem | eyes’ 
Cat. No. A3953 +1 =~Bottle Victor -Agta Dates. (for color plates)... oe ee 10 
Cat. No. A3954 1 Bottle Victor- Asta Intensifier (for color plates)... a. .60 
Cat. No. A3955 Victor Floodlight with bulb for 115 volts (2 required) oe 2 21.50 
Cat. No. A3956 1 Projector, Model B Balopticon with 500-Watt, 115 volt Mazda 
lamp, with ground and polished glass reflector; L5 eet Or 


extension cord with connecting plug and switch; ‘double slide 

carrier; metal carrying case; and 15%” diameter, 6” focus 

projection lens in spiral focusing MGI As chsh tee ae OEOO 
Cat. No. A3957 Pu4.5- Wollensale- Liens c2 ccna 
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ELECTROCARDIOGRAPH SUPPLIES 
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Victor Cardiofilm 


CARDIOFILM Victor Cardiofilm tells the story of the heart's condi 
Mae sotanweskeo t10n in clear cut detail. It has an-emulsion best suited 
MERE IAT pes for Victor Electrocardiograph cameras. Applied on 

ELECTROCARDIOGRAPH / a base of singular transparency, free from color 

eons tinge. 


Cat. No. A3804 Victor Nitrate Cardiofilm. Prices on 
Cat. No. A3925 Victor Non-Flam Cardiofilm. § Application 





Cardiomounts 


These mounts are made of two thicknesses 
of cardboard. The upper card has indexed 
slots mounted over abscissa rulings, printed 
in red on the undercard. The cardiogram is 
slipped between the cards for examination, 
diagnosis and filing. 


Letterhead Size (8!4x11) 
Cat. No. A3812 Victor Cardiomounts, 


POTION Sa oR $10.00 
Oe 5 oe eal eee 45.00 
1000 .. 85.00 





Cardioprinter 


With this printing frame you can repro- 
duce on bromide paper 614x8'% duplicates 
of electrocardiograms superimposed on 
abscissa and ordinate rulings. 


Cat. No. A3894 Victor Cardioprinter........... $7.50 





Electrocardiography—Books 


Cat. No. J6241 Wéiflius—Clinical Electrocardiograms; their Interpretation and 
Pie Pm RI eS a cen, Mami maa le (Ege Deere SM ta act $8.00 
Typical records of cardiac disorders and transitional changes. 
Interpretation discussed. No technic given on subject. 





Cat. No. 16245 Wiggers—Principles and Practice of Electrocardiography........... 7.50 

Cat. No. J6246 Pardee—Clinical Aspect of the Electrocardio gram. 5.50 
Good general reference. Interpretation and machine operation. 

Cat. No. J6248 Parsonnet and Hyman—Applied Electrocardiography. ww. 4.00 


For the education of the practitioner in the art of interpreting 
the clinical features of his case. Contains original records of 
every known irregularity explained in detail so that physician 
may use them for the interpretation of his own records. 
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Medical X-Ray Apparatus 


From the small outfits for Physicians’ offices up to the specialized 
equipment as used in the hospital for complete diagnostic and 
deep therapy work. 

Dental 
“CDX”—the 100% electrically safe dental X-ray unit of modest 
dimensions. 

Coolidge X-Ray Tubes 

Supplies 
Films, Cassettes, Screens, Protective Materials, Dark Room 
Materials, Diagnostic Opaques, Tanks, Dental Films, Film 
Filing Cabinets, etc. 


Physical Therapy Apparatus and 
Electro-Medical Specialties 


High Frequency Apparatus Ultraviolet Quartz Lamps 
Medical Diathermy Air-Cooled—Water-Cooled 
Surgical Diathermy Radiant Heat Lamps 

Wave Generators Incandescent 
Sinusoidal—Galvanic Infra-red 

Muscle Training Apparatus Hydrotherapy Equipment 

Vibratory Massage Apparatus Electric Heat Pads 

Treatment Tables Bakers 

“Giant Eye Magnet Infant Incubators 

Cautery Units Transilluminators 

Supplies Electric Centrifuges 


A complete line of physical therapeutic supplies, including 
Diathermy, Galvanic and Sinusoidal Electrodes, Quartz Appli- 
cators for Ultraviolet Therapy, etc. 
Electrocardiograph 

The Victor instrument amplifies the body current by a method 
similar to radio amplification, thereby combining compactness 
and sturdiness in design with an exceptionally high degree of 
sensitiveness. 











